State of California
California Environmental Protection Agency
AIR RESOURCES BOARD

APPENDICES

FOR THE

Report for the Air Monitoring
of Endosulfan
In Fresno County {Ambient) and in
San Joaquin County (Application)

Engineering and Laboratory Branch
Monitoring and Laboratory Division

Project No. C96-034

Date: April 17, 1998



S

Califoruia
Environmentsl
Protection

Agency

Air Resources Board

P.O. Box 2815
2020 L Street
Sacramento, CA
95812.2815

@3 Recycled Paper

MEMORANDUM
Pete Wilson
TO: Dr. John Sanders, Chief .
Environmental Monitoring and Pest Management Branch I
Department of Pesticide Regulations S:cm:,hf}z"“k

Environmental
FROM: George Lew, Chie Protection
Engineering and r ranch
Monitoring and Laboratory Division

DATE: August 1, 1996

SUBJECT: FINAL ENDOSULFAN MONITORING PROTOCOL

Attached is the final monitoring protocol, "Protocol for the Ambient Monitoring of
Endosulfan in Fresno County During Summer, 1996." The protocol also includes the
draft “Standard Operating Procedures for the Analysis of Endosulfan in the Ambient
Air.” Application monitoring for endosulfan will be conducted in Lake County in
September.

If you or your staff have questions or need further information, please contact me
at 263-1630 or Kevin Mongar at 263-2063.

Attachment
cc: Genavieve Shiroma, SSD {w/attachment)

Jeff Cook, MLD (w/attachment)
Bill Oslund, MLD (w/attachment)



APPENDIX |

SAMPLING PROTOCOL




State of California
California Environmental Protection Agency
AIR RESOURCES BOARD

Protocol for the Ambient Air Monitoring
) of Endosulfan
in Fresno County During Summer, 1996

Engineering and Laboratory Branch

Monitoring and Laboratory Division

Project No. C96-034

Date: August 1, 1996

APPROVED:

_ ouid VTl Lo
Kevin Mongar, Project Engineer

Koeesl 77 Yo |

Cynthia L. Castronovo, Manager

Testing Section ZO ,

Gedrge Lew, Chief
Engineering and Laboratory Branch

This protocol has been reviewed by the staff of the California Air Resources Board and
approved for publication. Approval does not signify that the contents necessarily reflect the
views and policies of the Air Resources Board, nor does mention of trade names or commercial
products constitute endorsement or recommendation for use.




Protocol for the Ambient Air Monitoring
of Endosulfan
In Fresno County During Summer 1996

I. Introduction

At the request of the California Department of Pesticide Regulation (DPR), (March 20, 1996
Memorandum from John Sanders to George Lew) the Air Resources Board (ARB) staff will
determine airborne concentrations of the pesticide endosulfan over a five week ambient
monitoring program in populated areas. This monitoring will be done to fulfiil the
requirements of AB 1807/3219 {Food and Agricultural Code, Division 7, Chapter 3, Article
1.5) which requires the ARB "to document the level of airborne emissions .... of pesticides
which may be determined to pose a present or potential hazard...” when requested by the
DPR. The monitoring is in support of the DPR toxic air contaminant program and will be
conducted in Fresno County.

The method development results and Standard Operating Procedures for endosulfan analysis
are included in this protocol as Attachment A.

Il. Chemical Properties of Endosultan

To fulfill the requirements of AB 1807/3219 (California Food and Agricultural Code, Division
7, Chapter 3, Article 1.5), the Department of Pesticide Regulation has previously requested
that the Air Resources Board document the airborne concentrations of the pesticide
endosulfan [(3a,5aB,6a,9a,9aB)- or {3a,5aa,6pB,98,9aa)- 6,7,8,9,10,10-Hexachloro-
1,5,5a,6,9,9a-hexahydro-6,9-methano-2,4,3-benzo-dioxathiepin-3-oxide].

The technical grades of endosuifan are mixtures of two stereoisomers a-Endosulfan
(64-67%) and B-endosulfan (32-29%) with approximately 4% other material. a-Endosulfan
{(3a,5aB,6a,9a,9ap)-6,7,8,9,10,10-Hexachloro-1,5,5a,6,9,9a-hexahydro-6,9-methano-
2,4,3-benzo-dioxathiepin-3-oxide] (CAS:959-98-8) and B-endosulfan [3a,5aa,68,9B,9aa)-
6,7.8,9,10,10-Hexachloro-1,5,5a,6,9,9a-hexahydro-6,9-methano-2,4,3-benzo-dioxathiepin-
3-oxide] (CAS: 33213-65-9) are colorless to brown crystals emitting a sulfur dioxide-like
odor. Endosulfan has a molecular formula of CyH,Cls0,S, a formula weight of 460.92
g/mole and a specific density of 1.745 at 20°C. Endosulfan has a vapor pressure of 108
mmHg at 25°C, but water solubility (S,), and Henry’s Constant (K,) vary with isomer. Q- .
Endosulfan S,, = 530 ppb at 25°C, K, = 1.01 x 10 atm'-m*/mol at 26°C, B-endosulfan S,,
= 280 ppb at 25°C, K,, = 1.91 x 10°° atm'm®/mol at 25°C. Both isomers are soluble in
most organic solvents.

The hydrolysis half-life (t,,) of endosulfan in water (25°C and pH7) is 218 hours for
a-endosulfan and 187 hours for B-endosulfan. In plants the t,, for conversion of
a-endosulfan to B-endosulfan is approximately 60 days, and the t,, for the conversion of
B-endosulfan to endosulfan sulfate is 800 days. Each isomer forms its respective sulfate on
exposure to light in surface waters.
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Degradation of endosulfan in soil yields a mixture of endosuifandiol, endosulfanhydroxy
ether, endosulfan lactone and endosulfan sulfate. Endosulfan sulfate is the major
biodegradation product in soils under aerobic, anaerobic and flooded conditions. In flooded
soils, endosulfandiol and endohydroxy ether were also reported. In sandy loam soil,
microorganisms are responsibie for degrading endosulfan to endosulfandiol, and further to
endosulfan a-hydroxy ether and trace amounts of endosulfan ether. Both products are
subsequently converted to endosulfan lactone. This soil transformation pathway is followed
by both isomeric forms.

The acute oral LD, of endosulfan for rats in 70 mg/kg (aqueous), and 110 mg/kg in oil.
Acute LCyq (1-hour) for rats > 21mg/L air. Acute dermal LD, is 500 mg/kg for rats and
369 mg/kg for rabbits. The LCs, (96 hour) irrespective of isomer are 0.3 ug/L for rainbow
trout, and 3.0 ug/L for white sucker. Endosulfan has entered the risk assessment process at
OPR under the SB 950 (Birth Defect Prevention Act of 1984) based on its potential
reproductive and neurotoxicity adverse health effects.

As of March 8, 1995, there were 19 active registrations for products containing endosulfan.
Eighteen are agricultural products and one is a home-garden product. Formulations of
endosulfan include granulars, emulsifiable concentrates and wettable powders. Technical
endosulfan is formulated as a dust. The Signal Words on agricultural endosulfan-containing
products are “Danger: or “Danger/Poison”, and “Warning” on the home garden (9.15% Active
Ingredient) product.

. Sampling

Samples will be collected by passing a measured volume of ambient air through XAD-2
resin. The exposed XAD-2 resin tubes (SKC #226-30-06) are stored in an ice chest or
refrigerator until desorbed with 3 mi of isooctane. The flow rate will be accurately
measured and the sampling system operated continuously with the exact operating interval
noted. The resin tubes will be protected from direct sunlight and supported about 1.5
meters above the ground during the sampling period. At the end of each sampling period
the tubes will be capped and placed in culture tubes with an identification label affixed.
Any endosulfan present in the sampled ambient air will be captured by the XAD-2
adsorbent. Subsequent to sampling, the sample tubes will be transported on ice, as soon as
reasonably possible to the ARB Monitoring and Laboratory Division, Testing Section
laboratory for analysis. The samples will be stored in the refrigerator or analyzed
immediately.

A sketch of the sampling apparatus is shown in Attachment B. Calibrated rotameters will
be used to set and measure sample flow rates. Samplers will be leak checked prior to and
after each sampling period with the sampling cartridges installed. Any change in the flow "
rates will be recorded in the field log book. The field log book will also be used to record
start and stop times, sample identifications and any other significant data

Ambient Monitori

The use patterns for endosulfan suggest that ambient monitoring should take place in
Fresno County during a 30- to 45-day sampling period in the months of July and August.
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Three to five sampling sites should be selected in relatively high-population areas or in areas
frequented by people. Sampling sites should be in cotton or grape growing areas but not
immediately adjacent to fields being treated. Background samples should be collected in an
area distant to endosulfan applications. Replicate (collocated) samples are needed for five
dates at each sampling location. The date chosen for replicate samples should be

distributed over the entire sampling period. They may, but need not be the same dates at
every site.

Four sampling sites plus an urban background site were selected by ARB personnel from the
areas of Fresno County where cotton farming is predominant. Sites were selected for their
proximity to the fields with considerations for both accessibility and security of the sampling
equipment. The five sites were at the following locations: Cantua Creek School, Cantua
Creek; Westside Elementary School, Five Points; San Joaquin Elementary School, San
Joaquin; Tranquility High School, Tranquility; ARB Ambient Air Monitoring Station, Fresno
(background). Addresses for the sites are listed in Table 1.

N i A —
| — TABLE1 AmbientSamplingSites |

Cantua Creek School Ron Garcia, District Superintendent
19288 W. Clarkson Ave. Cantua Crk., 93608 (209) 829-3331

Westside Elementary School Baldomero Hernandez, Principal
19191 Excelsior Ave., Five Points, CA 93624 (209) 884-2492

San Joaquin Elementary School Carlos Navarrette, Principal
8535 S. 9th, San Joaquin, CA 93660 (209) 693-4321

| Tranquility High School John Crider, Principal
6052 Juanche, Tranquility, CA 93668 (209) 698-7205
Mailing address: P.O. Box 457

Air Resources Board, Ambient Air Monitoring Station Steve Rider
3425 N First, Suit 2058, Fresno, CA 93726-6819 {916) 327-4919

Peter Ouchida
(916) 322-3719

The samples will be collected by ARB personnel over a five week period from July 29 -
August 30, 1996. 24-hour samples will be taken Monday through Friday (4 samples/week)
at a flow rate of approximately 2 liters per minute.

IV. Analysis

The method development results and Standard Operating Procedure (SOP) for analysis of
endosulfan are included in this protocol as Attachment A.
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V. Quality Assurance

Field Quality Control for the ambient monitoring will include: 1) Five field spikes (same
environmental and experimental conditions as those occurring at the time of ambient
sampling) will be prepared by the Quality Management and Operations Support Branch
(QMSOB) and spiked at five different levels. The field spikes will be obtained by sampling
ambient air at the background monitoring site for 24 hour periods at 2 L/minute. 2) Five trip
spikes will be prepared by the QMOSB and spiked at five different levels. 3) Replicate
samples will be taken for five dates at each sampling location. 4) Trip blanks will be
obtained at each of the five sampling locations. Procedures will follow ARB’s “Quality
Assurance Plan for Pesticide Monitoring” (Attachment C).

The instrument dependent parameters (reproducibility, linearity and minimum detection fimit)
will be checked prior to analysis. A chain of custody sheet will accompany all samples.
Rotameters will be calibrated prior to and after sampling in the field.

VI. Personnel

ARB personnel will consist of Kevin Mongar (Project Engineer) and an Instrument
Tachnician.
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State of California
Air Resources Board
Monitaring and Laboratory Division/ELB

Standard Operating Procedure for the Analysis of
Endosulfan in Ambient Air

1. SCOPE

This is a gas chromatography/electron capture method for the determination of
endosulfan from ambient air samples. The method was adapted from J&W Scientific GC
Chromatograms, Chiorinated pesticides, 1994-95 Catelogue, p120.

2. SUMMARY OF METHQD

The exposed XAD-2 resin tubes (SKC #226-30-06) are stored in an ice chest or
refrigerator until desorbed with 3 mi of isooctane. The injection volume is 2 ul. A gas
chromatograph with a DB-608 capillary column and an electron capture detector is used for
analysis.

3. INTERFERENCES/LIMITATIONS

Method interferences may be caused by contaminants in solvents, reagents,
glassware and other processing apparatus that can lead to discrete artifacts or elevated
baselines. A method blank must be done with each batch of samples to detect any possible
method interferences.

It has been noted that when high concentrations of endosulfan are injected, often a
significant amount remains in the needle and results in carry over to the next injection. -For
this reason all injections should be done at least in duplicate. If significant carry over is
observed, the run should be repeated.

4. EQUIPMENT AND CONDITIONS
A. INSTRUMENTATION:

Varian 3400 gas chromatograph
Varian 604 Data System
Varian 8200 Autosampler

Detactor: 350°C

Injector: 250°C o
Column: J&W Scientific DB-608, 30 meter, 0.32 mm i.d., 0.5 um film thickness.



Program: Initial 80°C, hold 1 min, to 265°C @ 50°C/min., hold 25 min. Retention
times: Endosulfan! = 13.8 min., Endosulfan il = 17.8 min., Endosulfan sulfate =
20.8 min. End of run = 29.7 min.

Splitter open @ 0.8 min., flow 50 ml/min.

Flows:
column: He, 1.7 mL/min, 8 psi
Make up = 30 mL/min. N,

B. AUXILIARY APPARATUS:

1. Glass amber vials, 8 mL capacity.
2. Vial Shaker, SKC, or equiv.
3. Autosampler vials with septum caps.

C. REAGENTS

1. Isooctane, Pesticide Grade, or better
2. Endosulfan | and il {(alpha and beta isomers), Endosulfan sulfate 98% pure or
better (Chem Service).

5. ANALYSIS OF SAMPLES

1. ltis necessary to analyze a solvent blank with each batch of samples. The blank
must be free of interferences. A solvent blank must be analyzed after any sample
which results in possible carry-over contamination.

2. If a standard curve is not generated each day of analysis, at least one calibration
sample must be analyzed for each batch of ten samples. The response of the
standard must be within 10% of previous calibration analyses.

3. Carefully score the primary section end of the sampled XAD-2 tube above the
retainer spring and break at the score. Remove the glass wool plug from the primary
end of the XAD-2 tube with forceps and place it into an 8 mL amber colored sample
vial. Pour the XAD-2 into the vial and add 3.0 mL isooctane. Retain the secondary
section of the XAD-2 tube for later analysis to check the possibility of breakthrough.

4. Place the sample vial on a desorption shaker for 25 minutes. Remove the
isooctane extract and store in a second vial at 4°C until analysis.

5. After calibration of the GC system, inject 2.0 ul of the extract. If the resuitant
peaks for endosulfan have a measured area greater than that of the highest standard
injected, dilute the sample and re-inject.

6. Calculate the concentration in ng/mL based on the data system calibration
rasponse factors. If the sample has been diluted, multiply the calculated
concentration by the dilution factor.




7. The atmospheric concentration is calculated according to:

Conc., ng/m*® = (Extract Conc., ng/mL X 3 mL) / Air Volume Sampled, m?

6. QUALITY ASSURANCE

A. INSTRUMENT REPRODUCIBILITY

Six replicate injections of 2 uL each were made of a standard containing all three of
the endosulfans in order to establish the reproducibility of this instrument. This data
is shown in TABLE 1.

TABLE 1. INSTRUMENT REPRODUCIBILITY

AMOUNT

INJECTED

(ng/mL) Endosulfan | Endosulfan Il Endosulfan sulfate

1.0 17.853 + 450 (+£3%) 11,662 +£1494 (£13%) 15,235+ 1,288 (+8%)

5.0 50,537 + 739 (+2%) 37,134 £779 (+£2%) 38,742 +2,429 (1+8%)

25.0 383.214 + 14,464(+4%) | 329,052 +17,357 (+6%) | 300,835 +21,662 (4 7%)

50.0 714,243 + 4,330 (+1%) 616,688 +9,200 (+ 2%) | 614,554 +14,658 (+2%)
B. LINEARITY

A four point calibration curve was made ranging from 1.0 ng/mL to 50.0 ng/mL
(from TABLE 1). The coresponding equations and correlation coefficients are:

Endosulfan | Y
Endosulfan il y

Endosulfan sulfate y

#

C. MINIMUM DETECTION LIMIT

6.8599 x10°X + 0.2543 Corr.
7.9079 x 10X + 0.8138 Corr.

8.0121 X 10X + 0.8334 Corr.

.998

999

= .999

Using the equations above and the data below, the minimum detection limit for
Endosulfan was calculated, by:

MDL = |i| + 3(s.d.gu)

where: |i|] = the absolute value of the intercept of the standard curve (from above).

s.d... = the standard deviation of the lowest concentration used for the standard

curve.
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For Endosulfan I: lowest concentration used = 1.0 + 0.29 ng/mL

MDL = |0.2543| + 3(0.29) = 1.12 ng/mL

For Endosulfan Il: lowest concentration used = 1.0 + 0.93 ng/mL

MDL = |0.8138| + 3(0.93) = 3.6 ng/mL

For Endosulfan sulfate: lowest concentration used = 1.0 + 0.94 ng/mL

MDL = |0.8334| +3(0.94) = 3.7 ng/mL

Based on the 3 mL extraction volume and assuming a sample volume of 2.7 m?
{1.9 Ipm for 24 hours):

Endosuifan |:

Endosulfan II:

Endosuifan sulfate: 3.7 ng/mL (3 ml) =

112 ng/ml (3 mb) = 1.2 ng/m® per 24-hour sample
2.7 m?

3.6 ng/mbL { 3 mL) = 4.0 ng/m? per 24-hour sample
2.7m?

2.7 m?

D. COLLECTION AND EXTRACTION EFFICIENCY (RECOVERY)

4.1 ng/m?® per 24-hour sample

Collection and extraction efficiency data for Endosulfan on XAD-2 is presented in

TABLE 2.

TABLE 2. COLLECTION AND EXTRACTION EFFICIENCY FOR ENDOSULFAN ON XAD-2

ENDOSULFAN | ENDOSULFAN i ENDOSULFAN SULFATE - -
Amount | Amount Amount | Amount Amount | Amount
Spiked | Recovered Spiked | Recovered Spiked | Recovered
{ng) (ng) (%) (ng) (ng) (%) (ng) {ng) (%)
0.0 50.4 1011 50.0 40.5 81£3 §50.0 344 694
150 134.3 90x1 160 106.4 711 150 9105 61+2




The standards were spiked on the primary section of an XAD-2 tube. The tube was
then subjected to an air flow of approximately 2 Ipm for 24 hours. The tubes were
run at an ambient temperature of approximately 85°F. The primary sections were
then desorbed with 3.0 mL of isooctane and analyzed by capillary column GC/ECD.

E. STORAGE STABILITY

Storage stability studies were done in triplicate for 1.0 ng endosulfan spikes on XAD-
2 tube primary sections over a period of 20 days. The percent recovery data for
storage stability is presented in TABLE 3.

TABLE 3. ENDOSULFAN STORAGE STABILITY AT 4°C

50 ng each spiked PERCENT RECOVERY

0 DAY 2 DAYS 7 DAYS 20 DAYS
Endosulfan | 95+2 102+1 106+ 2 103+1
Endosulfan |I 84+5 811 87+3 89+3%
Endosulfan Sulfate 79+6 72£1 80+4 86+7%

F. BREAKTHROUGH

Triplicate tubes were spiked at 50, 100 and 500 ng/tube (Endosulfan |, Endosulfan Ii
and Endosulfan sulfate) then run for 24 hours at approximately 2 lpm, prior to
analysis. No endosulfan was detected in the secondary of any of the tubes.
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AT A55LTANCT PLAN FOR PIST Iy MONITAA NG

{. [~%7aduntion

~%. th2 raquest of the Qepartment of Pesticida Requlation (DPR the Aj
R2scurcas doard (AR8) documents the “ievel of airborne emissioﬁs“ g% sp:c?;¥ed
gasticicdas. This is usually accomplished through two types of monitoring. The
firs i

irst consists of one month of ambient monitoring in the area of, i

tn2 s2ison of, peak use of the specified pesticide. The second isaggn?g:;?gg
near a field during and after (up to 72 hours) an application has occurred
Thes2 are referred to as ambient and application monitoring, respectively.' To
help clarify the differences between these two monitoring programs, ambient and
application are hi?hlighted in bold in this document when the information
applies specifically to either program. The purpose of this document is to

specify quality assurance activities for the sampling and laboratory analysis
of tne monitored pesticide.

A. Guality Assurance PoTicy Statement

it is the policy of the ARB to provide OPR with as reliable and accurate
€23 a5 passible. The goal of this document is to identify procedures that
ensura tie implementation of this policy.

B. GQuality Assurance Objectives

Quality assurance objectives for pesticide monitoring are: (1) to
estasiish the necessary quality control activities relating to site selection,
sample collection, sampling protocol, sample analysis, data reduction and

validation, and final reports; and (2) to assess data quality in terms of
precision, accuracy and completeness.

Probe siting criteria for ambient pesticide monitoring are listed in TABLE

1. Normally four sites will be chosen. The monitoring objective for these

sites is to measure population exposure near the perimeter of towns or in the
area of the town where the highest concentrations are expected based on "
prevailing winds and proximity to applications. One of these sites is usually
designated to be an urban area "background" site and is Tocated away from.agy
expected applications; however, because application sites are not known prio
to the start of monitoring, a "zero level” background may not occur..
Detectable levels of some pesticides may also be found at an urban area ! use
background site if they are marketed for residential as well as commercia .

Probe siti iteria for placement of samplers near a pesticide
application forngoﬂection of sgnp'les are the same as ambient m?étgl‘fgg gg‘{";
ik e v aeatlons oF tha pocierl. - since yinds are arlble
upwind an oncentrations o . ; :
agd do not a?:gysncogform to expected patterns, the goal is to surround the
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viviiatein Frald with gna sampiar e each sida (a:sumisg ta2 carmal
CEITLTL1T 3MEe) 1t 2 disTia? 67 aBaut 20 yards from the parimatar of the
Til. mdwdvdr, ognlitign At the site will dictate the actual placamant of
meAriaciag stations. Qnce monitoriag has begun, tha sampling statiagas Wil

b2 mgvad, even if the wind direction has change not

{fl. Samoling

A1l sampling will be coordinated through the County Agricultural
Cemmissioner’s OFfice and the local Air Quality Management District (AQMD) or
Air Pollution Control District (APCD). Monitoring sites will be arranged
through the cooperation of applicators, growers or owners for application
monitaring. For selection of ambient sites, ARB staff will work through
authorized representatives of private companies or government agencies.

A. Background Sampling

A background sample will be taken at all sites prior to an application.
[t should be a minimum of one hour and longer if scheduling permits. This
sanple will establish if any of the pesticide being monitared is present prior
v3 th2 application. [t also can indicate if other environmental factors are
intarfaring with the detection of the pesticide of concern during analysis.

While one of the sampling sites for ambient monitoring is referred to as
an “urban area background,® it is not a background sample in the conventional
sanse because the intent is not to find a non-detectable level or a
“backgrcund® level prior to a particular event (or application). This site is
chcsan to represent a low probability of finding the pesticide and a high
probability of public exposure if significant levels of the pesticide are
datactad at this urban background site.

8. Schedule

" Samples for ambient pesticide monitoring will be collected over 24-hour
periods on a schedule, in general, of 4 samples per week for 4 weeks. Ffield
application monitaring will follow the schedule guidelines outlined in TABLE 2.

C. Blanks and Spikes

Field blanks should be included with each batch of samples submitted for
analysis. This will usually require one blank for an application monitoring
and one blank per week for an ambient monitoring program. Whenever possible,
trip spikes should be provided for both ambient and application mon1tor1gg.
The spiked samples should be stored in the same manner as the samples an
returned to the laboratory for analysis.

D. Meteorological Station

Dat d and direction will be collected during application
monito:i:gogy"lgg ggg:n on-site meteorological station. If appropriate
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Azt g availizla, tamgaratur2 aad humidity daina shauld aisa ba c°llect
170 v mtagralaginal 4ata racordad on a data loggas.  Maiasraicqical daty ed
ard ast oyilactad fir ambient menitoriag.

€. Caliocation

Far both ambient and application menitoring, precisian will be
demonstrated by collecting samples from a callocated sampling site. An
aiditional ambient sampler will be caollacated with anea of the samplers and will
be ratated among the sampling sites so that duplicate samples are collected at
at least three different sites. The samplers should be located between two and
four meters apart if they are high volume samplers in order to preclude airflow
interference. This consideration is not necessary for low (<20 liters/min.)
flow samplers. The duplicate sampler for application monitoring should be
downwind at the sampling site where the highest concentrations are expected.
When feasible, duplicate application samples should be collected at every site.

F. Calibration

Fiald flow calibrators (rotometers, flow meters or critical orifices)
shall be calibrated against a referencad staddard prior to a monitoring peried.
This refarenced staandard should be verified, certified or calibrated with
raspact to a primary standard at least once a year with the method clearly
documented. Sampling flow rates should be checked in the field and noted
befora and after each sampling period. Before flow rates are checked, the
sampling system should be leak checked.

G. Flcw Audit

A flow audit of the field air samplers should be conducted by an
indapendent agency prior to monitoring. If results of this audit indicate
actual flow rates differ from the calibrated values by more than 10%, the field
calibrators should be rechecked until they meet this objective.

H. Log Sheets

Field data-sheets will be used to record sampling date and Tlocation,
initials of individuals conducting sampling, sample number or.identifiﬁatgoné
initial and final time, initial and final flow rate, malfunctions, 1ea1dc ecks,
weather conditions (e.g., rain) and any other pertinent data which cou

influence sample results.

I. Preventative Maintenance

i i hould
To prevent loss of data, spare pumps and other sampling materials s
be kept gvailgble i: the field by the operator. A periodic chegkbof sg:p;;ng
pumps, meteorological instruments, extension cords, etc., should be ma
sampling personnel.



TABLE 1. PSST{CIDE PROBE SITING CRUTIRIA SUMMARY

_ The following probe siting criteria apply to pesticide
moqatorln? and are summarized from the U.S. EPA ambient monitoring
criteria (40 CFR 58) which are used by the ARB.

Minimum Distance From

Height Supporting Structure
Above (Meters)
Ground . Other Spacing
{Meters)  Vertical Horizontal Criteria
2-15 1 R 1. Should be 20 meters

from trees.

2. Distance from sampler
to obstacle, such as
buildings, must be at
least twice the height
the obstacle protrudes
above the sampler.

3. Must have unEestricted
air-flow 270" around
sampler.

4. Samplers at a collocated
site (duplicate for
quality assurance)

. should be 2-4 meters
- - apart if samplers are
high flow, >20 liters
per minute. -




TABLE 2. GUIOELINES FOR APPLICATIOM SAMPLING SCHEDULE

All samplers should be sited approximataly 20
edge of the field; four samplers to surround t%e fig?gd;hgggse:he

gg;;{&l?. At least one site should have a collocated (duplicate)

The approximate sampling schedule for each station i
T : s 1
w; however, these are On?y aggro§1mate guidelines since izgﬁging

Tan~ - anatllaablaa .2 2k :
and length of application will dictate variances.

e

gl

b Q@

- Background sample (minimum l-hour
' samp?e: within 24 hours prior to application).

- Application + 1 hour after .
application combined sample.

- 2-hour sample from 1 to 3 hours
after the application,

- 4-hour sample from 3 to 7 .hours
after the application.

- 8-hour sample from 7 to 15
hours after the application.

- 9-hour sample from 15 to 24
hours after the application.

- 1st 24-hour sample startin? at
- the end of the 9-hour sample.

- 2nd 24-hour sample starting 24 hours
after the end of the 9-hour sample.




(. 2r3%vv00l

Frize 0 ceaducting any pasticide menitaring, a pratccal, using this
cocument a5 a guideline, will be writtan by tha ARS8 staff. The protacol

dascrides the overall monitoring program, the purpose of the monitaeri
includ2s the following topics: P ttoring and

L. [ldentification of the sample site lacations, if possible.

2. Qescription of the sampling train and a schematic showing the
component parts and their relationship to one another in the
assembled train, including specifics of the sampling media (e.g.,
resin type and volume, filter compasition, pore size and diameter
catalog number, etc.). ’

3. Specifiéation of sampling periods and flow rates.
4, Description of the analytical method.

§. Tentative test schedule and expected test persannel.

Spacific sampling methods and activities will also be described in the
monitoring plaa (protaecel) for review by ARB and OPR. Criteria which apply
to all sampling include: (1) chain of custody forms (APPENDIX I),
accompanying all samples, (2) light and rain shields protecting samples
during monitoring, and (3) storing samples in an ice chest (with dry ice if
required for sample stability) or freezer, until delivery to the laboratory.
The protocol should include: equipment specifications (when necessary),
special sample handling and an outline of sampling procgdqres. The protocol
should specify any procedures unique to a specific pesticide. .

Y. Analysis

Analysis of all field samples must be conducted by a fully competent
1aborator;. To- easure the capability of the laboratory, an analytical audit
and systems audit should be performed by the ARB Quality Management and
Operations Support Branch (QMOS8) prior to the first analysis. Afte: ai
history of competence is demonstrated, an audit prior to each analysbs s
not necessary. However, during each analysis spiked samples should be
provided to the laboratory to demonstrate accuracy.

A. Standard Operating Procedures .

i dure
Analysis methods should be documented in a Standard Operating Proced
(5.0.P.) gefbre monitoring begins. The S.0.P. includes: instrumens aninty
operating parameters, sample preparation, calibration procedures ag qu
assurance procedures. The limit of quantitation must be defined { h :
different than the 1imit of detection. The method of calculating these
values should also be clearly explained in the S.0.P.

T




. rtreaent and Gparating Paramenars

A DITaie%a daserigliom of A2 iast-eumans

’ ; o~ dml R Candiiiens shoyl
SE 3T 33 it any qualifial sasia gy d

T odualrcate tha wmalysis
. 317202 Pregicatian

Qe:ai]gd information should be given far sampl2 prenaration
including equipment and salvants raquired.

. Calibration Procedures

The 5.0.P. plan will specify calibration procedures including
intervals for recalibration, calibration standards, environmental
conditions for calibrations and a calibration record keeping system
When possible, National Institute of Standards and Technology )
traceable standards should be used for calibration of the analytical
instruments in accardance with standard analytical procedures which
include multiple calibration points that bracket the expected
concentrations.

. Quality Control

Yalidation tasting should provide an assessment of accuracy,
pracision, interfarences, method recovery, analysis of pertinent
oreakdown products and limits of detection (and quantitation if
different from the Timit of detection). Method documentation should
include confirmation testing with .another method when possible, and
Guality control activities necessary to routinely monitor data
quality control such as use of control samples, control charts, use
of surrogates to verify individual sample recovery, field blanks,
1ab blanks and duplicate analysis. All data should be properly
racorded in a laboratory notebook.

Tne method should include the frequency of analysis for quality
control samples. Analysis of quality control samples are
recommended before each day of laboratory analysis and‘after every
tenth sample. Control samples should be found to be within_control
Timits previously established by the lab performing the analysis.
If resqlts are outside the control limits, the method should be
reviewed, the instrument recalibrated and the control sample
reanalyzed.

A1l quality control studies should be cempleted prior to sampling
and ?ncludz recavery data from at least three §amp1es spiked at q
least two concentrations. Instrument variability should be assesse
with three replicate injections of a single sample at each.og the
spiked concentrations. A stability study should be done wit 4
triplicate spiked samples being stored under actual conditions an
analyzed at appropriate time intervals. This study should b: 4
conducted for a minimum periog of t{?e eq:a}ytoathe anticipate
storage period. Prior to each sampling study, .
convegsign/collection,efficiency study should be conducted und‘eﬁ'a at
field conditions (drawing ambient air through spiked samﬁlehne
actual flow rates for the recommended sampling time) with three

' T
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resliiitas A% two s2i%2d Concantraticns and 1 Biank. areakthrough
ledi2s laguld also Be conducted ta dafarmina the capacity of the
1203rSant mar2rial if nigh lavals 4¢ pRiticide ar2 expacted gr if
Tt ociitisility of tha adiarbant t: wacartiia,

Yi. Finai Ragarts and Data Reduction

Tha mass of pesticide found in each sampla should be used along with
tha volume of air sampled (from the field data sheet) to calculate the mass
p2r volume for each sample. For each3sampling date and site, concentrations
stould be reportad in a table as ug/m” (microgram per cubic meter). When
the pesticide exists in the vapor phase under ambient conditions, the
concentration should also be reported as ppbv (parts per billien, by volume) -
or the appropriate volume-to-volume units. Collacated samples should be
reported separately as raw data, but then averaged and treated as a single
sample for any data summaries. For samples where the end flow rate is
different from that set at the start of the sampling period, the average of
these two flow rates should be used to determine the total sample volume;
however, the minimum and maximum concentrations possible for that sample
should alsa be presented.

The final raport should indicate the dates of sampling as well as the
ditas ¢F analyses. These data can be compared with the stability studies to
dataraine if degradation of the samples has occurred.

Final reports of all monitoring are sent to the Department of Pesticide
Regulation, the Agricultural Commissioner’s Office, the local AQMD as well
as the applicator and/or the grower. Final reports are available to the
public by contacting the ARB Engineering Evaluation Branch.

A. Ambient Reparts

The final raport for ambient monitoring should include a map of the
monitored area which shows nearby towns or communities gnd their .
relationship to the monitoring stations, along with a 1ist of the monitoring
Tocations (e.g., name and address of the business or public building). A
site description should be completed for any monitoring site which might
have characteristics-that could affect the monitoring results (e.g., -
obstructions). For ambient monitoring reports, information on terrain,
obstructions and other physical properties which do not conform to the
siting criteria or may influence the data should be described.

Ambient data should be summarized for each monitoring location by _
maximum and second maximum concentration, average (using only those vaTugs
greater than the minimum quantitation limit), total number of samples an
number of samples above the minimum quantitation limit. For this purpaese,
collocated samples are averaged and treated as a single sample.

B. Application Reports

Similarly, r sketch indicating the general location (nearby °
towﬂS.‘:}g;;azs,ae?:?)oof the field chosen for application monitorigg should
be included as well as a detailed drawing of the field itself and t et s
relative positions of the monitors. For application monitoring reports,

29
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much data a3 passible should be collected about the application conditians
(e.g., formulation, application rate, acreage applied, length of applicatig,
and method of application). This may be provided either through a copy of
the Notice of [ntent, the Pesticide Cantral Adviser’s (PCA) recammendatign
or completion of the Application Site Checklist (APPENDIX I[{). Wind speed
and direction data should be reported for the application site during the

monitoring period. Any additional metearolagical data collected should alsg
be reported.

C. Quality Assurance

All quality control and quality assurance samples (blanks, spikes,
etc.% analyzed by the laboratory must be reported. Results of all method
development and/or validation studies (if not contained in the S.0.P.) will
also be reported. The results of any quality assurance activities conducted
by an agency other than the anal¥tical laboratory should be included in the

report as an appendix. This includes analytical audits, system audits and
flow rate audits.

N
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LABORATORY REPORT




Worker Health and Safety u
Laboratory

Center for Analytical Chemistry
3292 Meadowview Road

- Sacramento, California
916-262-2079




Air Sample Analysis Report
for

Endosulfan Application

i
Submitted by: . i
Sheila Margetich |
: Supervisor |
Worker Health and Safety Laboratory |

9-20-97 |
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I. Summary of ARB/CAC Contract

The Worker Health and Safety Laboratory (WHS) of the Center for Analytical Chemistry (CAC)
was contracted by the Air Resources Board to perform the analysis of air samples. In partial
agreement of that contract, we analyzed one set of Endosulfan application samples plus
accompanying QA.

The following Table 1 summarizes the 51 Endosulfan samples submitted by ARB and their
analytical completion dates. Please see Attachment A1 > A3 for the chain of custody forms that
accompanied these samples. The analytical results are presented in Table 2. Analyses were
performed for Endosulfan I, II and for Endosulfan Sulfate for each sample.

TABLE 1. ARB AIR SAMPLE LOG WITH ANALYTICAL COMPLETION DATES
Date Received ARB Logbook Numbers Total # of air samples Analytical
(Inclusive) Completion Date
4-7-97 Endosulfan Application 1-8 8 4-21-97 -
4-7-97 Endosulfan Application QA-TS spikes 4 4-21-97
4-11-97 Endosulfan Application 13-51 39 5-1-97
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TABLE 2.

ANALYTICAL RESULT RECORD

ARB

ARB Endosulfan | « Endosuifan |l s«

Endosulfan Sulfate wes

Ent:;:l;:: A;::;:t:on Field Sample Number uglsample " Labm':?nbor
g/sample ug/sample

1 - ENDEB NO ND ND WHSC-83
3 ENDNB ND ND NO WHSC-84
5 ENDWB ND ND ND WHSC-85
7 ENDSB ND NO ND WHSC-86
13 ENDB-2 ND ND ND WHsC-87
14 SB-2 ND ND ND WHsC-88
15 WB-2 NO ND ND WHSC-89
16 NB-2 ND NO ND WHSC-90
17 ENDW-1 0.12 0.02 ND WHSC-91
18 $-1 0.15 0.03 ND WHSC-92
19 S-1D 0.21 0.04 ND WHSC-33
20 E-1 0.22 0.03 ND WHSC-94
21 N-1 0.21 0.03 ND WHSC-95
22 ENDW-2 0.01 ND ND WHSC-96
23 S-2 0.10 ND ND WHSC-97
24 S-2D 0.12 ND ND WHSC-98
25 E-2 0.39 0.02 ND WHSC-99
26 N-2 0.10 ND ND WHSC-100
27 ENDW-3 0.01 ND ND WHSC-101
28 s-3 0.55 0.02 ND WHSC-102
29 S-3D 0.63. , 0.03 ND WHSC-103
30 E-3 1.87 0.10 0.01 WHSC-104
31 N-3 0.35 0.02 ND WHSC-105
32 ENDW-4 0.01 ND ND WHSC-106

. Endosulfan | Minimum Detection Limit:  0.003 ug/sample_

e Endosulfan it Minimum Detection Limit:  0.006 ug/sample

nes Endosulfan Sulfate Minimum Detection Limit: 0.006 ug/sample

@)




TABLE 2.
ANALYTICAL RESULT RECORD

ARB ARB Endosulifan | « Endosulfan il e« | Endosuifen Suifate sse WHS
Endosuifen Application Field Sample Number Lab Number
Logbook Number ug/sample ug/sample ug/sample
33 S-4 ¢ 0.10 0.01 ND WHSC-107
34 S-4D 0.14 0.01 ND WHSC-108
35 E-4 o 117 0.07 0.01 WHSC-109
36 N-4 ¢ 0.42 0.03 ND WHSC-110
37 ENDW-5 ND ND ND WHSC-111
38 S-5 0.07 ND ND WHSC-112
39 S-50 0.08 ND ND WHSC-113
40 E-S 0.41 0.02 ND WHSC-114
41 N-5 0.10 0.01 ND WHSC-118
42 ENDW-6 0.05 NO ND WHSC-116
43 S-6 0.97 0.06 ND WHSC-117
44 S-6D 1.38 0.14 0.01 WHSC-118
45 E-6 1.41 0.10 0.01 WHSC-119
46 N-6 0.23 0.02 ND WHSC-120
47 ENDW-7 0.01 ND ND WHSC-121
48 S-7 0.83 0.10 0.01 WHSC-122
49 S2D- 0.88 0.12 0.01 WHSC-123
50 E-7 1.08 0.11 0.01 ‘ WHSC-124
51 N-7 0.18 ND ND WHSC-125

* These samples were labeled as "5s" instead of "4s”, but we were able to separate the duplicate set of samples by their log IDs.

. Endosulfan | Minimum Detection Limit: 0.003 ug/sample

s Endosulfan Il Minimum Detection Limit:  0.006 ug/sample .
sss  Endosulfan Sulfate Minimum Detection Limit:  0.006 ug/sample 32
MAARATIIO dos )
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[II. Summary of WHS Analytical Report

1. SCOPE:

This report covers the WHS analysis of samples labeled Endosulfan Application Log #1-51
(WHSC-83 through 125), and associated QA samples.

2. SUMMARY OF METHOD:

The analytical method titled "Standard Operating Procedure for the Analysis of Endosulfan in
Ambient Air" as supplied by the State of California Air Resources Board was followed except for

1) the GC model, 2) the column, and 3) the column parameters. Please see Attachment B for the
method SOP.

WHS Instrumentation
Hewlett Packard S880A gas chromatograph and 7672 Autosampler

Column: J & W Scientific DB-17, 30 meter, 0.25 mm i.d., 0.5 um film thickness
Program: Initial 80 C, hold 1 min., to 260 C at 30 C/min., hold 20 min. Retention

times:

Retention Times: Endosulfan I 14.87 min.
Endosulfan I 19.18 min.
Endosulfan Sulfate 22.33 min.

Flows:

Column: He 20 psi
ECD make-up: 60 mL/min Ar/5% Methane
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3. ANALYTICAL CALCULATIONS:

A. Theoretical calculation of MDL: The MDL was the quantity of each Endosulfan that gave a
5:1 S/N ratio. This corresponded to 0.002 ug Endosulfan I, and 0.004 ug Endosulfan II and
Sulfate. Using a 2 uL injection volume, and 3 mL sample volume, this calculates to 0.003
ug/sample and 0.006 ug/sample, respectively.

B. Analytical verification of MDL: Please see Attachment C for chromatogram of a standard at
the MDL concentration.

C. Sample result calculations: The S8330A data handling system, with a BASIC program to
summarize and format the results, was used to compile the data. The multi-level calibration
algorithm built into the system uses point-to-point lines to generate the calibration curve. The
BASIC program also supplies the correct final volume to the built-in algorithm. According to the
5880 operating manual, the external.standard calculation is as follows:

Amount Y = (AREA)y * (RESPONSE)y * MULTIPLIER

where (AREA)y is the area or height of peak y
(RESPONSE)y is the response factor (amount injected /area or height) of y
MULTIPLIER is a constant specified during calibration

In our systems, the multiplier for standards is always 1 (equal to the ng injected), and for samples
the total volume of extract is divided by the injection volume.

EXAMPLE:

78.76 H.U. sample y 0.05 ug stand.  x 2.0 uL stand. inj. x 1.0mL yx 3.0 mL samp. FV. x 1000 ul, = 0.15 ug/sample
76.32 H.U. stand. 1000 ul. 2.0 uL samp. inj. 1.0mL

Where: -

H.U. = Height Units of peak

©) : , 34




4. QUALITY ASSURANCE:

A. Instrument Lineaﬁty and Reproducibility: Replicate injections of 2 uL were made of
standards containing all three of the Endosulfans in order to establish the reproducibility of the HP

5880A GC/ECD system. TABLE 3 lists the peak heights of these standards and the % variance of
the multiple injections.

TABLE 3. INSTRUMENT LINEARITY AND REPRODUCIBILITY

Amount Injected Peak Heights
0.004 ug each
Endosulfan I 2.94-3.18 Avg 3.06 +/-4%
Endosulfan II 1.85-1.96 Avg 191 +/-3%
Endosulfan Sulfate 1.40-1.68 Avg 1.54 +/-8%
0.010 ug each
Endosulfan 1 6.30-6.90 Avg 6.60 +/-4%
Endosulfan 11 3.86-4.20 Avg3.22 +/-4%
Endosulfan Sulfate 3.05-3.39  Avg3.22 +/-5%
0.050 ug each
Endosulfan I 28.99-31.22 Avg 30.11 +/-4%
Endosulfan [I 17.78-19.50 Avg 18.65 +/-4%
Endosulfan Sulfate 15.88-14.70 Avg 15.29 +/-4%
0.100 ug each
Endosulfan I 55.74-57.81 Avg 56.78 +/-2%
Endosulfan I 34.36-35.86 Avg 35.11 +/-2%
EndosulfanSulfate 27.88-29.18 Avg 28.53 +/-2%

(6)




4. QUALITY ASSURANCE: (cont.)

B. Standard Curve Linearity and r-value: A four point calibration curve was made ranging from
0.004 ug (Endosulfan I, II, and Sulfate) to 0.10 ug (Endosulfan I, II, and Sulfate). Please see
Attachment D for a graph of the plotted r-value. Please see Attachment E1 > E4 for
chromatograms of the four standards comprising the standard curve.

The following table lists the r-values for the standard curves generated during the course of
analyzing the Endosulfan samples.

TABLE 4. STANDARD CURVE "r* VALUES DURING COURSE OF THE PROJECT

Correlation Coefficients

Date Endosulfan I Endosulfan II Endosulfan Sulfate
4-28-97 9998 .9998 9991
4-28-97 .9994 .9998 .9994
4-28-97 .9997 .9998 .9996
4-28-97 .9999 .9998 9991
4-28-97 .9999 9992 .9994

5-1-97 .9998 .9991 .9984
5-1-97 .9985 9988 9984
5-1-97 .9998 - .9998 9999
5-1-97 .9996 9985 9997
5-2-97 .9997 .9992 .9987

C. Analytical result acceptance criteria: Analytical acceptance criteria based on the linearity and
reproducibility of standard curves are detailed in Attachment F, our SOP numbered WHS-AD-11
and titled "Data Generation and Reporting".
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4. QUALITY ASSURANCE: (cont.)

D. Quality Assurance Spikes: WHS personnel prepared the Quality Assurance spikes for this
study since the Center for Analytical Chemistry (CAC) Quality Assurance personnel (QA) were
unavailable at the time. The resin beds of fourteen resin tubes (SKC Lot # 499) were spiked with
10 uL of a 5 ng/uL (each) Endosulfan I and II spike solution to yield 50 ng (each) Endosulfan I
and Endosulfan II QA spikes. (The total was 100 ngs of Endosulfan [ and II.) The tubes were
allowed to stand for one hour and then the broken ends of the primary sections were capped.

Standards of Endosulfan I and II were secured from CAC Standards Repository and the Spike
Solution Numbers were 215-3309a and 216-3311b respectively.

Two spikes were analyzed for spiking level verification. Four spikes were retained in the lab in
Freezer # 27873 as Lab spikes. The remaining eight spikes were given to ARB staff members to
use as Trip spikes and Field spikes. When they were returned to the lab, all 12 QA spikes were
extracted and analyzed at the same time. The following table lists the % recovery.

TABLE 5. QA SPIKES--% Recovery at 50 ng each component

ARB ID : % Recovery % Recovery
Endosulfan [ Endosulfan II
QA-LS-1 89.86 66.42
QA-LS-2 79.87 57.50
QA-LS-3 79.60 60.30
QA-LS4 81.40 62.30

Please see Attachment G1> G3 for resin Lab, Trip and Field spike chromatograms.

®
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5. QUALITY CONTROL:

A. Collection efficiencies and storage stability: For collection efficiencies and storage stability
data, please refer to the method SOP as supplied by ARB (Attachment B).

B. Resin sample/extract integrity: Once received in the lab, all of the resin samples and spikes
were stored in Freezer # 27873. The temperature of this freezer is recorded manually every work
day. The average temperature of this freezer during the storage of samples and spikes was -16 ° C.
At no time did the temperature vary more than +/- 3 ° C. In all cases, the resin samples and

spikes were analyzed on the same day that they were extracted.

C. On-going Quality Control spikes: The following table lists the WHS Laboratory on-going
QC spike recoveries The resin tubes were spiked with 150 ng each Endosulfan I, II and Sulfate.
Please see Attachment H for a resin spike chromatogram.

TABLE 6. WHS LABORATORY ON-GOING QC Spikes--% Recovery at 150 ng each
Date Analyzed| LabID | Sample ID % Recovery % Recovery % Recovery
Endosulfan I Endosulfan II | Endosulfan Suifate
4-21-97 421-A | Resin spike 86.67 68.67 53.33
4-21-97 421-B | Resin spike 89.33 70.67 58.10
5-1-97 501-A Resin spike 89.33 66.00 51.30
5-1.97 501-B | Resin spike 88.33 68.00 51.33

D. On-going Quality Control blanks: The following table lists the results of the resin blanks
that were analyzed as part of the WHS Laboratory on-going QC for this Endosulfan study. Please

see Attachment I for a chromatogram for a resin blank sample.

TABLE 7. WHS LABORATORY ON-GOING QC RESIN BLANK RESULTS

Date Analyzed| LabID | Sample ID | Endosulfan I Endosulfan I | Endosulfan Sulfate
4-21-97 421-C~ Blank N. D. N. D. N. D.
5-1-97 501-C Blank N. D. N. D. N. D.
6. DISCUSSION:
Please see Attachment J for a chromatogram of an ARB Endosulfan resin sample.
38
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ATTACHMENT Al |

CALIFORNIA AIR RESOURCES BOARD
MONITORING & LABORATORY DIVISION
P.O. Box 2815, Sacramento CA 95812

ENDOSULFAN APPLICATION
CHAIN OF CUSTODY

SAMPLE RECORD

Job #: C97-004
Pl
_ oaed 17,77
Sample/Run #: » o,
Job name: Loy - 4//%«/
Log numbers: /-5
ACTION ' INITIALS METHOD
_ OF
Sample Collected / (/; /7 STORAGE
freezer, |
DATE TIME GIVENBY | TAKEN BY | granis .
j
Transfer *//7/{ 7 k7 /L'M‘
Transfer ?[75? 7 000 TS \SM II
0 A
Transfer ﬂ
Transfer
Transfer ﬂ

DESCRIPTION

LB EA

EQAEFS ]

ELONE

NANFS2

vl W KR

fl{i vs3

RETURN THIS FORM TO: Kavin Mongar (916) 263-2063

/-/h"f*’“ Mérbjn_%_ay # 27873 L 7-77 Swc
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ATTACHMENT A2

T —T e

|

CALIFORNIA AIR RESOURCES BOARD
MONITORING & LABORATORY DIVISION
P.O. Box 2815, Sacramento CA 95812

ENDOSULFAN APPLICATION
CHAIN OF CUSTODY

SAMPLE RECORD

Job #: C97-004

Date: & / 17

Sample/Run #:

Job name: £M00
Log numbers: _L'2 — B
ACTION INITIALS I\on'l:ET HOD
Sample Collected STORAGE
freezer, ice
DATE TIME GIVEN BY | TAKEN BY,| ordéfice)
Transfer Lt ~{( -91-) 0 °l3 o N \ Y &2@ ,g
Transfer
Transfer
Transfer
|
i Transfer
ﬂ Transfer l

DESCRIPTION

RETURN THIS FORM TO: Kevin Mongar (916) 263-2063

sdempter ol tu frios s 4 27873, Sre 4177
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ATTACHMENT A3

CALIFORNIA AIR RESOQURCES BOARD
MONITORING & LABORATORY DIVISION
P.O. Box 2815, Sacramento CA 95812

ENDOSULFAN APPLICATION
CHAIN OF CUSTODY

SAMPLE RECORD
Job #: C97-004
__ Date: %1197

Sample/Run #:
Job name: (ENDD

Log numbers: 34 —& |

“ ACTION INITIALS METHOD
Sample Collected g"r:ORAGE
DATE TIME GIVEN BY | TAKEN BY | orene<®
Transfer 4 -11-971 9% Jur i gjﬂyz;-_
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ATTACHMENT B

e ———

State of California
Air Resources Board
Monitoring and Laboratory Division/ELB

Standard Operating Procedure for the Analysis of
Endosulfan in Ambient Air

1. SCOPE

This is a gas chromatography/electron capture method for the determination of
endosulfan from ambient air samples. The method was adapted from J&W Scientific GC
Chromatograms, Chlorinated pesticides, 1994-95 Catelogue, p120.

2. SUMMARY OF METHOD

The exposed XAD-2 resin tubes (SKC #226-30-06) are stored in an ice chest or
refrigerator until desorbed with 3 ml of isooctane. The injection volume is 2 ul. A gas

chromatograph with a DB-608 capiilary column and an electron capture detector is used for
analysis.

3. INTERFERENCES/LIMITATIONS

Method interferences may be caused by contaminants in solvents, reagents,
glassware and other processing apparatus that can lead to discrete artifacts or elevated
baselines. A method blank must be done with each batch of samples to detect any possible
method interferences.

it has been noted that when high concentrations of endosuifan are injected, often a
significant amount remains in the needle and results in carry over to the next injection. For
this reason all injections should be done at least in duplicate. If significant carry overis
observed, the run should be repeated. |

4. EQUIPMENT AND CONDITIONS
A. INSTRUMENTATION:

Varian 3400 gas chromatograph
Varian 604 Data System
Varian 8200 Autosampler

Detector: 350°C

Injector: 250°C
Column: J&W Scientific DB-608, 30 meter, 0.32 mm i.d., 0.5 um film thickness.
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Program: Initial 80°C, hold 1 min, to 265°C @ 50°C/min., hold 25 min. Retention
times: Endosulfan | = 13.8 min., Endosulfan Il = 17.8 min., Endosulfan sulfate =
20.8 min. End of run = 29.7 min.

Splitter open @ 0.8 min., flow 50 mL/min.

Flows:
column: He, 1.7 mL/min, 8 psi
Make up = 30 mbL/min. N,

B. AUXILIARY APPARATUS:

1. Glass amber vials, 8 mL capacity.
2. Vial Shaker, SKC, or equiv.
3. Autosampler vials with septum caps.

C. REAGENTS

1. Isooctane, Pesticide Grade, or better

2. Endosulfan | and |l (alpha and beta isomers), Endosulfan sulfate 98% pure or
better (Chem Service).

5. ANALYSIS OF SAMPLES

1. Itis necessary to analyze a solvent blank with each batch of samples. The blank
must be free of interferences. A solvent blank must be analyzed after any sample
which results in possible carry-over contamination.

2. If a standard curve is not generated each day of analysis, at least one calibration
sample must be analyzed for each batch of ten samples. The response of the
standard must be within 10% of previous calibration analyses.

3. Carefully score the primary section end of the sampled XAD-2 tube above the
retainer spring and break at the score. Remove the glass wool plug from the primary
end of the XAD-2 tube with forceps and place it into an 8 mL amber colored sample
vial. Pour the XAD-2 into the vial and add 3.0 mL isooctane. Retain the secondary
section of the XAD-2 tube for later analysis to check the possibility of breakthrough.

4. Place the sample vial on a desorption shaker for 25 minutes. Remove the
isoactane extract and store in a second vial at 4°C until analysis.

5. After calibration of the GC system, inject 2.0 ul of the extract. If the resultant
peaks for endosulfan have a measured area greater than that of the highest standard
injected, dilute the sample and re-inject. '

6. Calculate the concentration in nQImL based on the data system calibration

response factors. If the sample has been diluted, multiply the calculated
concentration by the dilution factor.
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7. The atmospheric concentration is calculated according to:
Conc., ng/m* = (Extract Conc., ng/mL X 3 mL) / Air Volume Sampled, m®
6. QUALITY ASSURANCE
A. INSTRUMENT REPRODUCIBILITY

Six replicate injections of 2 uL each were made of a standard containing all three of
the endosulfans in order to establish the reproducibility of this instrument. This data
is shown in TABLE 1.

TABLE 1. INSTRUMENT REPRODUCIBILITY

AMOUNT

INJECTED

(ng/mL) Endosulfan | Endosuifan Il . Endosulfan sulfate

1.0 17,953 + 450 (£3%) 11,862 +£1494 (+13%) 15,235+ 1,288 (+8%)

5.0 50,537 £ 739 (+2%) 37,134 £779 (+£2%) 38,742 +£2,429 (+£6%)

25.0 383,214 + 14,464({+4%) | 329,052 +17,357 {+ 6%} | 300,835 +21,662 (+ 7%)

50.0 714,243 + 4,330 (+£1%) 616,688 19,260 (£ 2%) 614,554 1+ 14,658 (+2%)
B. LINEARITY

A four point calibration curve was made ranging from 1.0 ng/mL to 50.0 ng/mL
(from TABLE 1). The coresponding equations and correlation coefficients are:

Endosulfan | y = 6.8599 x10®°X + 0.2543 Corr. =998

Endosuifan |l Yy

7.9079 x 10°X + 0.8138 Corr. =..999

Endosuifan sulfate y = 8.0121 X 10X + 0.8334 Corr. = .999

C. MINIMUM DETECTION LIMIT '

vt

Using the equations above and the data below, the minimum detection fimit for -
Endosulfan was calculated by:

MDL = |i| + 3(s.d.ow)
where: |i| = the absolute value of the intercept of the standard curve {from above).

s.d.,. = the standard deviation of the lowest concentration used for the standard
curve. :




For Endosulfan I: lowest concentration used = 1.0 + 0.29 ng/mL

MDL = |0.2643| + 3(0.29) = 1.12 ng/mL

For Endosulfan II: lowest concentration used = 1.0 + 0.93 ng/mL

MDL = |0.8138| + 3(0.93) = 3.6 ng/mL

For Endosulfan sulfate: lowest concentration used = 1.0 + 0.94 ng/mL

MDL = |0.8334| +3(0.94) = 3.7 ng/mL

Based on the 3 mL extraction volume and assuming a sample volume of 2.7 m®
{1.9 lpm for 24 hours):

Endosuifan I; 12 ng/ml (3 ml) = 1.2 ng/m® per 24-hour sample
2.7 m? .‘

Endosuifan ll: 36naml(3mbl) = 4.0 ng/m®per 24-hour sample
2.7m?

Endosulfan sulfate: 3.7 ng/mL (3 mlL) = 4.1 ng/m? per 24-hour sample
2.7 md >

D. COLLECTION AND EXTRACTION EFFICIENCY (RECOVERY)

Collection and extraction efficiency data for Endosulfan on XAD-2 is presented in .
TABLE 2.

TABLE 2. COLLECTION AND EXTRACTION EFFICIENCY FOR ENDOSULFAN ON XAD-2

ENDOSULFAN | ENDOSULFAN 1 ENDOSULFAN SULFATE.
Amount | Amount Amc;unt Amount Amount | Amount
Spiked | Recovered Spiked Recovered | Spiked | Recovered
{ng) {ng) (%) {ng) {ng) (%) {ng) {ng) (%)
$0.0 50.4 101 £1 50.0 40.5 81+3 §50.0 34.4 69+4
1580 134.3 90+1 150 106.4 71£1 150 9105 61+2




The standards were spiked on the primary section of an XAD-2 tube. The tube was
then subjected to an air flow of approximately 2 Ipm for 24 hours. The tubes were
run at an ambient temperature of approximately 85°F. The primary sections were
then desorbed with 3.0 mL of isooctane and analyzed by capillary column GC/ECD.

E. STORAGE STABILITY

Storage stability studies were done in triplicate for 1.0 ng endosulfan spikes on XAD-
2 tube primary sections over a period of 20 days. The percent recovery data for
storage stability is presented in TABLE 3.

TABLE 3. ENDOSULFAN STORAGE STABILITY AT 4°C

F. BREAKTHROUGH

50 ng each spiked PERCENT RECOVERY

0 DAY 2.DAYS -7 DAYS 20 DAYS
Endosulfan | 95+2 102+ 1 105+2 1031
Endosuifan I 84+5 811 87+3 89+3%
Endosulfan Sulfate 79+6 72+1 804 86+7%

Triplicate tubes were spiked at 50, 100 and 500 ng/tube (Endosulfan I, Endosulfan |i
and Endosulfan sulfate) then run for 24 hours at approximately 2 ipm, prior to
analysis. No endosulfan was detected in the secondary of any of the tpbes.
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;i,;{“‘ T T T T T ATTACHMENT C

La7l MDL Verification Standard Chromatogram - 0.004 ug
RT HETIRHT  TYPE AL AMAUNT  MAME

20.47 IT.AN g S6.397

21.33 wett RE n.189

21.49 .26 gP w.337

MULTIPLIER = 1.5

-—--——--———---——————_———_‘-—-———---——-—--—-———-—_—-——--————--.-.——-———-——_-—

OWEN TEMP NOT PEHDY

B GMNS RT: ATTN + 21§

Rv: “WHawd epemNRRTE 1
E LAD

E;Eifiii_ 4.324 '

VT START FIMAIL. TTIME 1

2 2FR0 RT: ATTM 3+ 242RT: THRESHOLD & 1

RI:
tn S¢1 .84
. 19.13

22.27

O¥: STOP RUN

--RECALIB | -~

=== AMOUNT UNITS ARFE NG ANALYTE ¢(CALIRRATED IN NG INJECTED) ~—=
HP S883R S/N 24A7RAAS784

Chpl S888R SAMPLER TNJECTION R 28:11 APR 22. 1997
SAMPLE 8 : D r0oDE .

91 4 P, STD

ENDOSULFAN DB~17 IAMX,25%.5 2APST 86/1-?6&/38 M/l 68« S/SA250
ESTD

RT WETRMT  TYPF AL AMOINT  NAMF
14.94 3.8 PP 14 088E-@3 . ENDO 1
19.11 ?

2 ? 4.900E~-0T £

ra
)
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ATTACHMENTD
Standard Curve Plotted r-Values

Datector Response (ECD pk ht)

123

Endosulfan Linearity Curves--30M DB-17 @ 20 psi, 68 nL M/U

1
100

73

S8
]

I v = ,999%

4-28-97 Curves_

IT v = ,9998

111 v = ,9998

v v . T - v y——— v p— v T ——— v T v v

23 S8 S 108
rg Endosulfan 1, 11, 111 Injected
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2 red ATTACHMENT E-|

l Standard Curve Chromatogram - 0.004 ug (each)
ey Ml HIIM =+ SThn —

LRI 167 )
lﬁﬁV:‘#ﬁﬁ%& PrReMBRTE
1. A2

Ve ATARYT FTNARL TTME 1

T3RTTH > 242

RT: SRT,§la,

19.a49
20.41

O¥: STOP RUN

--RECALIB 1 --

——— AMOUNT UNITS ARE NG ANALYTE CCALIBRATED IN MG TMJECTEDS ——
HP S839A S/N 2487R05736

EhPl 5889R SAMPLER TNJECTTON @ 22:49 APR 24+ 1997
SAMPLE % ¢ 1D CONE  —+ )

91 4 P STD

ENDOSULFAN DB-~17 33MKX.25X.5 2APST 88/1-268/38 M/l 68, S/53R25A
ESTD ‘

RT HETRHT TYPF. CRL AMOUNT NAME
14.21% S. 3% RY 1 4.ARRF-A3 ENND T
19.089 2.89 PR 2 4.40AF-B3 ENDD 11
29.41 B.44 RP B.436
22.22 3.13 PR R 4.A9RE~-A3 ENDO TI1

NULTIPLIER = 1

OVEN TEMP NOT REARY

i _Rli_lﬂkﬂsﬂﬂﬁl N6 RT: ATTN & 246
o - Tv: YRiawk 6RBMORARTE 1

1.6

2092 ’
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S z;:lm ATTACHMENT E-2
Standard Curve Chromatogram - 0.010 ug (each)
L 1

.-——-——-—---—--—-————-——————-—--———-——————--———-——---_-————————-——--——

QWEM TEMP NOT REATY

.RIL.!BE!BH&H! ANA RT: ATTN 4 244
R HHeWT BermiBRTE

1.63

1

NV STRRT FINRL TIME 1t

H i+*ATTN » 2%2
12.52

LRT: SET 8L 14.81

19.49

20.77
22.22

QV: STNP RN

~-RECALIB 2 -- -

-—— AMOUNT UNITS ARE Nf; ANAL YTE (Al TRRATEN TN NE INJECTEDN) ———
HP 5838AR S/N 24B7RNS572A4

~

ChpX 5886GRA SAMPLER INJELTIOM B 23:26 APR 24, 1997
SAMPLE % : 1D cnAnfF
92 16 PG STD
ENDOSINFAN NR-17 20M%_25Y S 2APST RA/1-PAR/30 M/Il AA. S/SR25H

R S

. - T [ e mm . v . B - m———- gt W -
- h . B

RT HETOHT TYPF AL AMOIUNT NAMF
14.81 12.86 8B 1 1.090E-82 ENDO I
19.909 .8.76 vBe .2 1.880E-82 ENDO I1I
20.77 1.15 BY 1.147 .

22.22 7.59 ve 3 1.000E-82 ENDC ITI

NULTIPLIER = 1

-—cle ... - . .-
- e - — -~

LT3 -1-% 3 WPy 3Ll Lad 4 ¥ Y ¥ Y
e —muMMi MAT AsrAns .
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ATTACHMENT E-3

Elid3rdE, Standard Curve Chromatogram - 0.050 ug (each)
T T TR O TR B —

—_ 1.KO
h ™ I A AT MR D i 2 o)
q—_e*ffﬁﬁ‘ =.n2

3.2

{ 4.33
NV: ITART FINAL TTME 1
$HRTTN » 212

14.81

19.33

22.22

DV: STNP RN

--RECALIBR 3 -~

=== HMOUNT UNITS ARE NG ANALYTE (CALTRRATED TN NG INJECTED) ——-
HP S289R S/N 2487AQS573A

141D | 58309 SAMPLER TNIJERTTINN R 23352 APR 24. 1997
SAMPLE & ¢ 1N CNNE ™ ¢ ’
93 52 PR ST
ENDOSULFAN DB-17 3aMX_2585%_5 20PA]T 8A/1-260/3A M/Il AR« S/SA2SA
ESTD

T RT HETGHT TYPE CAL AMANT  NAME
14.21 52.51 BY 1 5.990E£-82 ENDO I
15.23 1.14 121:] 1.138

19.89 35.29 - VP 2 5.998E-82 ENDD II
29.42 2.78 8w 2.783

29.7% 2.hh vy ' T 2.4R3 '
22.22 29.18 BB 3 5.098E-82 ENDO TtI

NULTIPLIER = 1

OVEM TEMP NOT READY

.U.:J.anuuml! ONG RT: ATTN + 206 S
. g\h HHakG gnen‘lﬁﬁrz 1
L 5 o




uult

MULTIPLIER = 1

 ATTACHMENT E-4
Standard Curve Chromatogram 0.100 ug (cach)

ap——
r]'u &ﬁnk& pprm”ﬁﬁrr 1

QY: START FIMAL. TTME

RERANRIIHATTN » 22

RT:

SET BRI

}0%%9 RIIH

--RECALIB 4 --

~=— AMOUNT UNITS ARE Nf; ANALYTE (CALIBRATED IN NG INJECTED) ---
HP 5888A S/N 2497RABS736

KhPX 5880R SAMPLER INJECTION @ 08:24 APR 25 1997
SANPLE # ¢ 1ID CODE —% :

94 199 PG STD

ENDOSULFAN DB-17 30MX.25X.5 28PSI 88/1-26H,30 M/l 9. S/5R25@
ESTD

RPT HETRKT TYPE (A, AMMIINT  NAME
14,81 {14_94 Ry 1 f.188 ENDG Y
15.23 %,94 ug n.942
19.89 ?64.32 PR 2 A.19A FENDOD T
20.42 1.29 RP 1.289
22.22 A4 .53 RR 3 A.1aA ENDN TTT
25.9% 2.25% PY 2.249
‘26,07 2.0 -« MWW - 2.R27
26.37 1.%7 1Y) 1.574
26.43 1,24 JuR 1.94%

2.82

14.831

19.089

22.22

OVEN TEMP NOT RFADY

S e Rt it T




T ATTACHMENT F
WHS SOP - AD - 11

California Department of Food and Agriculture Number: WHS-AD-11
Center for Analytical Chemistry Date: 02/05/96
Worker Health and Safety Laboratory Revision:

3292 Meadowview Road Replaces:

Sacramento, CA 95832 Page: 1 of 3

STANDARD OPERATING PROCEDURE
Title: Data Generation and Reporting

Purpose: To Provide a Standardized Procedure for the Generation and Reporting of
Chromatographic Data

Scope: All laboratory personnel.
Procedure:

Any conflict with instructions in the method or protocol must be resolved with senior
staff, the study director, and documented before proceeding.

The number of standards used should adequately describe the standard curve shape.
Typically this is 3-5 points spanning 1-2 orders of magnitude for linear systems. For non-
linear systems, additional points or narrower concentration ranges may be needed.
Calibration curves should include a data point near the instrument MDL of the
compound(s), or a point that approximates the project LOD. All samples with responses
higher than the upper limit of the standard curve must be diluted and reanalyzed.

The number and concentration of standards necessary to "adequately describe” the curve
shape depend on the type of curve fitting used for data analysis as well as the actual shape
of the curve, which in turn depends on the detector used and the chemical being analyzed.
In the case of point-to-point curve fitting (used by HP 5880 and 3396 integrators), the
number of standards and their concentrations should be chosen so that the maximum
quantitative error between a smooth curve and the point-to-point line, measured at the
midpoint between consecutive standard levels, is 15% or less. Curve-fit errors in systems
that can use quadratic functions (HP MSD, Varian Saturn) are much less, and
consequently wider concentration ranges can be used.

In general, using peak heights for GC data will minimize errors because it reduces the
effect of small leading or trailing peak interferences. For LC work, peak areas yield better
data because of the tendency for LC peaks to widen and shorten during a run due to the
effect of developing column voids.

Retention times should be reproducible to better than 1% in most cases for both LC and
GC. Capillary GC and gradient LC times should be even better. Some systems will




WHS-AD-11
Revision:
Page: 2 of 3

slowly drift due to changing ambient conditions in the lab, but consecutive runs should
show very small changes.

Samples must be run in groups small enough that the standard curves on either side of
them will not vary by more than +/- 15%. Sufficient data should be generated during
method development to provide guidance for the chemist on this number, and that
information should be included in the method. Typically, no more than 10-20 samples

analytical systems between batches may provide more consistent data.

Residues are generally reported in micrograms/sample. In the absence of complicating
factors, levels should be reported as follows:

>= 1000 ugs to nearest 10 ug
100 to 999 ugs to nearest ug

10 to 99.9 ugs to nearest 0.1 ug
1 t0 9.99 ugs to nearest 0.01 ug

0.010 to .999 ugs to nearest 0.001 ug

To prevent confusion when reporting high levels of residue, do not mix reporting units.
That is, do not report some values as ugs/sample, and some as mgs/sample within the

same group of samples, unless the unit changes are clearly marked to draw the reader’s
attention.

Recovery data should be reported, but sample results NOT corrected for recovery. If

corrected results are reported, a notation explicitly stating that fact should be included on
the report sheet.
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ATTACHMENT G-I
2.3 Resin Lab Spike Chromatogram - 50 ng (each) Endosulfan [ and II

| L I

MULTIPLIER =

—---—-——-—--—--—-_———_————.--———————-—~-—-——-—-—._-.—.-_---—.._.———————-—

QYEMN TEMP NOT READY

_RIL_!BREEHQHB ANA RT: ATTM 4 2ta&
T: YWALYE & 2+ OFF

ﬁpTiz-‘fgl{ERBOPU:+RTTN S 212

LET.
RT: SET RL 14,87
1,7 §
1%&%@
16,17
2751

, B4R

gi?: STNP RIIM

-~ AMOUNT UNITS ARE wfi/SPI. (CALTRRATED IN NG INJERTEDY ——n
HP S88BA S/N 2043AA2A36

ChRl 398AR SAMPLER INJERTIAN @ 13:28% APR 16. 1997
SAMPLE # ¢ 71D CNDE :
21 AALS1.

ENDOSULFAN DB-17 39MX.25X.5 2BPST 88/1-263/38 M/l 6@, S,/5025@
ESTD

RT HFTGHT TYPF Al AMNIINT  NAMF
14.87 23.57 RP 1 4.493F-RA2 ENDN 7T
17.68 A.324 BR A.577
17.91 n.59 RR fA.8R9
18.25 8.24 RR n.360
19.17 13.846 124 -] 2 3.321E-p2 ENDD 1t
29.51 28.91 Py 43.3A8
21.77 R.29 RRB 9.293
24.28 U7 T U U2 RH 1.689
24.%53 o 1.89 HH.. . 2.707

24.71% , 2,00 ng;mmmwvv 2.001
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. ATTACHMENT G-2
QVEN T Resin Trip Spike Chromato;ggam -50 ng (each) Endosulfan [ and II

.alx_zagnsuaﬁn ANA RT: ATTN & 214
RT: WAILYE A & NFF

A% a5

e - —— 2-‘35

LWE?MRGORBHHTTN > 203
Vi3
RT: SET RL

15.51
16.99

17.32

14.R7

28.51

24.29
24.94

25.83
AV 2TOP RUN

=—= AMOUNT UNITS ARE wuG/SPL (CALIBRATED IN NG IN.JECTEDY --—-
HP 5380R S/N 2043AB20Q36

Chpd 5889R SAMPLER TNJECTINN @ AB:5A APR 17. 1997
SAMPLE # : ID £NDE :
29 PBATA-T
ENDOSULFAN DB-17 .3AMRX,25X.5 2APST 8A/1-260/30 M/1) Akh. S/SR25D
ESTD

-~

RT HETRHT  TYPE CAL AMOLNT  NAME
14,87 27.63 RY 1 4.154F-A2 ENTD T
15.51 1.14 PR 1.747
16.99 n.43 RR U
17.32 a.54 RR A.813
18.92 1.27  BY 1.997
19.17 12.32 VR 2 2.991E-92 FNDD IT
28.51 274.78 BV 412,147
24.20 19.10 RP 15,149
24,94 A.63 8v A.947
25.83 A.37 BR B.560

HULTIPLIER = 1.5

OVEN TEMP NAT eEADv
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Lhl - ATTACHMENT G-3
, Resin Field Spike Chromatogram - 50 ng (each) Endosulfan I and II
nuLT 23 G pu w — ——

LR

-——-----—'—---——-————-—--——-—-.——————————-——-—-—--—-—-——--————————-——-———

OYEN TEMP NOT READY

.RI.LS.BEB.EH.&L‘B ANK RT: ATTN » 2464
T: YALVE /& » OFF

1.70

o
.

&
(4]

RI1132RBR0 RT: ATTN » 212RT: THRESHOLD 5 1
2

17445,

PTs SET RI 14,87

1R.42

2 a1
7 .@j’&.-"‘

19y 17?7

QY: STNP RUN

=== AMOUNT UNITS ARE uG/SPL (CﬁLYBPHTED IN NG TNJECTEDY ——-
HP 5880A S/N 20843AB2086—

Chpl 5883A SAMPLER INJECTINN 8 29:35 APR 16 1997
SAMPLE # : 1D CODE
) 25 MAFS-1
ENDOSULFAN DB-17 2aMX.25%.5 20PSI 8a/1-26B8,38 M/l 64s S/SE258
ESTD :

RT HEIGHT  TYPE CAL AMOUNT  NAME
14,87 26.88 BY 1 4,2076-82 ENDO I
18.62 8.95 BP ' 1.427
19.17 12.96 BB 2 3.839E-92 ENDO II
19.57 8.25 BB 8.373
20,51 3.85 Bv - 4.574
20.83 1.93 vy 1.547
21.15 A, 48 VR A.770

MULTIPLIER = 1.5

LD i e i L obi TR IR 1 S SB N T T Y AL  tam w - _i - -
AT SEWD WNT DEATY ' i e



vV U

| ATTACHMENT H
Resin On-Going QC Spike Chromatogrram

———-—----——-——--—-——_-—-——-——--._.._-————--——-——-—-

- - — -

OVEN TEMP NOT READY
jﬂ:.ﬂlll&:ﬂ%’6ﬂm: THRESHILD 3 6
Riv: ‘HraRE PReMORBTE 1

A 2.81

4.33

NV: RTART FINAL TIME 1

Iot;,;ugggngnnignrru > 242

13.456

13.89
21.43

22.22

2443

mgiéE%P RIJN -

=== ANMQUNT UNITS ARE wi/SPL (CALIBRATED IN NG INJECTED) ———
HP 5838R S/N 2487A85736

EhP2 5880A SAMPLER INJECTION @ 19:86 APR 24, 1997
SAMPLE #%# : 1D CODE :

22 421 R SPK

ENDOSULFAN DB-17 3BMX.25X.5 28PSI 89/1-262,30 M/l 68 S/5R259
ESTD

RT HETGHT TYPE CAL AMDUNT  NAME
14.35 1.A?7 PP 2.597

14.81 114,14 BP | B.134 ENDND I
16.71 n.93 BR 1.499

17.99 t.97 RR . R.961

17.89 2.A4 BY ' 2.0854

17.96 1.89 1Y 1.449

19.99 57.45 Bv ? A.191  ENDNO TI
29.43 34.93 RV 46.395 a
21.47 RO Y BV 1.980

21.68 - 9.78 v 1.129

1 22.22 ' 404,42 |8p 3 R.392E-R2 ENDO 11t
24.13 n.4a1 /P n.A1Z

24.43 a.82 By | f.367

~e £ * ¢« o~

14.81

BERTES
Py
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Tl " ATTACHMENT J -
ARB Resin Sample Chromatogram - ENDWI

JYEM TEMP NOT RFADY

: B ANA FT: ATTH & 246
Ju: HHWE feemBRTE

NY: START FIMAL TIME

FHRERBORVLAATIMN + 242
Y e

12.6A

PTid S8 QI
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SUBJECT: FINAL ENDOSULFAN 1996 QA SYSTEM AUDIT REPORT

Attached is the final quality assurance system audit
report on the endosulfan monitoring project conducted

during September 1996, by the Engineering and Laboratory

Branch of the Air Resources Board.

Thank you for participating in this audit.

have any questions, please contact Mr. Trevor M. Anderson

at (916) 323-0346.
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cc: Trevor M. Anderson
Kevin Mongar——
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EXECUTIVE SUMMARY

In September 1996, the Engineering and Laberatory Branch
(ELB) of the Air Resources Board (ARB) conducted a six-week.
source-impacted ambient air monitoring program for an
application of endosulfan to a field in Fresno County. This
monitoring was conducted to determine if endosulfan I (EDI),
endosulfan II (EDII), and the breakdown product, endosulfan
sulfate (EDS), could be detected and measured in ambient air.
The samples were collected and analyzed by ELB.

The Quality Assurance Section (QAS) of ARB's Monitoring and
Laboratory Division (MLD) conducted a system audit of the
field and laboratory operations to review the sample handling
and storage procedures, analytical methodology, and method
validation. In general, the laboratory practices were
consistent with the Quality Assurance Plan for Pesticide
Monitoring (ARB, February 4, 1994).

Additionally, QAS staff conducted performance audits of the

air monitoring samplers. The performance audits of the air

monitoring samplers were conducted to evaluate the flow rate
accuracy. The flow rate audit was administered on July 17,

1996. " The difference between the reported and assigned flow
rates averaged 0.8% with a range of -8.0% to 7.1%. '

To determine the effectiveness of the analytical procedure,
laboratory performance audits were also performed. 1In
August 1996, a total of 22 QA audit samples were spiked with
known amounts of EDI, EDII, and EDS. These samples were
submitted to ELB for analysis. The samples were prepared
from EDI, EDII, and EDS standard solutions obtained from
AccuStandard Inc. and Axact Standards Inc.

The 22 audit samples were designated as QA field spikes, Qa
trip spikes, and QA laboratory spikes. The QA field spikes
were exposed to the same handling and storage conditions and
also exposed—to the same .environmental and monitoring
conditions as those occurring at the time of ambient
sampling. The QA trip spikes followed the same handling and
storage conditions of the ambient samples. Finally, QA
laboratory spikes were stored at ELB’s storage freezer and
then analyzed at ELB laboratory.

The first set of seven QA spiked audit samples analyzed were
QA laboratory spikes for EDI, EDII, and EDS. These samples
were analyzed between August 30, 1996, and September 1, 1996.
The audit results for EDI indicated a low recovery rate. The
difference between the assigned and the reported total mass
for EDI laboratory spikes averaged -74.1% with a range of
-100% to -59.2%. .
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QAS staff reviewed the sample storage stability study,
conducted by ELB, to determine the percent recovery of EDI,
EDII, and EDS over time. The stability study used 50
nanograms (ng) of EDI, EDII, and EDS stored at 4° Celsius .
over a period of 20 days. The results of the stability study
show EDI samples had a 103+1% recovery, EDII samples had a’
89+3% recovery, and EDS samples had a 86+7% recovery over a
period of 20 days. No breakthrough occurred during the 24

?ours of dynamic sampling at 2 liters per minute (LPM) air
low.

The QAS staff, in conjunction with ELB, conducted an
investigation to determine the cause of the low recovery
results for EDI QA laboratory spikes. Staff was unable to
find any inconsistencies with the sample solution, laboratory
procedures, or spiking procedures. However, as part of the
investigation, it was noticed that the storage of the spiked
standard solutions procured by AccuStandard and Axact is
handled differently between the manufacturers recommended
storing condition and the approved ELB Standard Operating
Procedures (SOP). The manufacturer recommends the
AccuStandard and Axact standard solutions to be stored at
room temperature, whereas ELB’'s SOP recommends the solution
to be stored at 4° Celsius. However, if the standard
solution is stored at the lower temperature, then appropriate
equilibration is needed to bring the standard solution to
room temperature before use.

QAS staff contacted representatives from both the Axact and
AccuStandards laboratories to determine what, if any, this
change of temperature could have on the spiked samples. The
representatives stated, at the initial concentrations given,
a failure to allow the solutions to equilibrate to 20°
Celsius before spiking could allow absorption of the EDI,
EDII, or EDS concentration to the glass container. 1If the
spiked solution did adhere to the container poor results of
the spiked samples would occur.

A second standard solution was prepared by ELB staff and
compared to their working standard. This was prepared by ELB
staff to determine the accuracy of their laboratory standard
solution. In this comparison, ELB staff found no difference
in standard solutions. It should be noted that in addition
to this information, the laboratory standard concentration:
was created by using a pure or neat solution. This pure
material is not dependant on temperature variations as is a
diluted sample like the sample spiking solutions procured by
AccuStandard and Axact. QA staff found no evidence to
indicate the ambient results were affected by the temperature
variations. Equilibration of the laboratory standards to
room temperature was a standard operating practice in the
analysis of all samples.
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The QA laboratory audit results for EDII indicates a
difference between the assigned and the reported total mass
average of 4.6% with a range of -3.7% to 11.1%. For EDS, the
audit results indicate a difference between the assigned and
the reported total mass average of -28.7% with a range of
-31.7 to -24.5%. After review and discussion with ELB staff,

it was determined that QA laboratory spike data for both EDIT
and EDS were reasonable.

The next QA audit samples analyzed were ten QA trip spikes
for EDI, EDII, and EDS. These samples were spiked using two
different sets of standard solution. Of these sets, the
first five samples were analyzed between Octcber 3-4, 1996,
using the standard solution from AccuStandard; the second
five samples were analyzed between October 8-9, 1996, using
the standard solution from Axact. The audit results for EDI
indicated a low recovery rate using both the AccuStandard and
Axact spikes. The difference for EDI between the assigned
and the reported total mass for the five AccuStandard QA trip
spikes averaged -94.9% with a range of -100% to -89.8%. The
difference between the assigned and the reported total mass
for the five Axact QA trip spikes averaged -82.6% with a
range of -100% to -64.3%.

QAS staff, in conjunction with ELB, conducted an
investigation to determine the cause of the low recovery
results for EDI QA trip spikes. 1In December 1996,
approximately three months after initial spiking, ELB staff
conducted a "head-to-head" comparison for EDI, EDII, and EDS,
and analyzed the lab standard solution against the standard
solutions used by QA staff provided by AccuStandard and
Axact. This comparison found that the AccuStandard was
comparable with the lab standard while the Axact standard
recovery rate was low by a factor of 10. However, the
solutions used for spiking were stored differently from the
manufacture’s recommended storing conditions for three months
before the head-to-head comparison was conducted. BAxact
Standards Inc. only guarantees their product if the
temperature remains between 18 and 28° Celsius. Therefore,
the head-to-head comparison does not provide a solution to
the inconsistencies with the AccuStandard spikes. Based on
the storage temperature issue noted above, it is a
possibility that the Axact standard solution could have bee
compromised if the solution was not fully allowed to ’
equilibrate to 20° Celsius before sampling. -

Staff found no other inconsistencies with the sample
solution, handling procedures, spiking procedures, and
laboratory procedures, other than the storage issue noted
above. Based on the low recovery results for EDI QA trip
spikes and inconsistent sample storage procedures noted
above, the impact on the ambient data cannot be determined at
this time.
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The QA trip spike audit results for EDII were also
complicated. The AccuStandard values reported non-detect for
the samples spiked, therefore, these samples were not
reasonable. The Axact values indicate the difference between
the assigned and the reported total mass of EDII averaged
-27.8% with a range of -29.6% to -25.9%. For EDS, all spikes
were assigned blanks and no contamination of the blanks were
detected. After review and discussion with ELB staff, it was
determined that QA trip data for EDII Axact spikes and EDS
trip blanks were reasonable.

The five QA field spiked audit samples were analyzed for EDI,
EDII, and EDS. These samples were analyzed between

October 8-9, 1996. Again, the audit results for EDI
indicated a low recovery rate. The difference between the
assigned and the reported total mass for EDI field spikes
averaged -55.9% with a range of -61.7% to -46.4%. Based on
the low recovery results for EDI QA field spikes and the
inconsistent sample storage procedures noted above, the
impact on the ambient data cannot be determined at this time.

The QA field spike audit results for EDII indicates a
difference between the assigned and the reported total mass
average of -16.7% with a range of -18.5% to -14.8%. For EDS,
all spikes were assigned blanks and no contamination was
detected. After review and discussion with ELB staff, it was

determined that QA field spike data for both EDII and EDS
were reasonable.

CONCLUSION

Operations

The records for field operations, sample handling procedures,
analytical methodology, and method validation were in
agreement with the Quality Assurance Plan for Pesticide
Monitoring.

Field Flow Rates

The results of the reported flow rates were in agreement with
the actual flow rates measured by QAS staff.

Laborat Accurac

The QAS review of EDS laboratory spikes and blanks, trip
blanks, and field blanks resulted in good recovery levels.
The EDII laboratory spikes, field spikes, and all blanks
resulted in good recovery levels. The results from the EDII
trip spikes for QA-ET1 and QA-ET2 were not detected, so no
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results were determined. Finally, the results of EDI spikes
showed consistent recovery rates of -65%.

QAS staff, in conjunction with ELB, conducted an
investigation to determine the cause of the low recovery
results during the QAS analytical performance audit for
laboratory, trip, and field spikes of EDI. Staff was unable
to find any inconsistencies with the sample solution,
laboratory procedures, or spiking procedures. However, as
part of the investigation, it was noticed that the storage of
the spiked standard solutions provided by AccuStandard and
Axact is handled differently between the manufacturer’s
recommended storing condition and the approved ELB Standard
Operating Procedures (SOP). The manufacturer recommends the
AccuStandard and Axact standard solutions to be stored at
room temperature, whereas ELB’'s SOP recommends the solution
to be stored at 4° Celsius. However, if the standard
solution is stored at the lower temperature, appropriate
equilibration is needed to bring the standard solution to
room temperature before use. '

QAS staff contacted representatives from both the Axact and
AccuStandards laboratories to determine what, if any, this
change of temperature could have on the spiked samples. The
representatives stated, at the initial concentrations given,
a failure to allow the solutions to equilibrate to 20°
Celsius before spiking could allow absorption of the EDI,
EDII, or EDS concentration to the glass container. 1If the
spiked solution did adhere to the container, poor results of
the spiked samples would occur.

A second standard solution was prepared by ELB staff and
compared to their working standard. This was prepared by ELB
staff to determine the accuracy of their laboratory standard
solution. 1In this comparison ELB staff found no difference
in standard solutions. It should be noted that in addition
to this information, the laboratory standard concentration
was created by using a pure or neat solution. This pure
material is not dependant on temperature variations as is a
diluted sample like the sample spiking solutions procured by
AccuStandard and Axact. QA staff found no evidence to
indicate the ambient results were affected by the temperature
variations. Equilibration of the laboratory standards to
room temperature was a standard operating practice in the
analysis of all samples.

In December 1996, approximately three months after initial
spiking, ELB staff conducted a "head-to-head" comparisog for
EDI, EDII, and EDS, and analyzed the lab standard solution
against the standard solutions used by QA staff provided by
AccuStandard and Axact. This comparison found that the
AccuStandard was comparable with the lab standard, while the
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Axact standard recovery rate was low by a factor of 10.
However, the solutions used for spiking were stored
differently for three months from the manufacture’s
recommended storing conditions before the head-to-head
comparison was conducted. Axact Standards Inc. only
guarantees their product if the temperature remains between
18 and 28° Celsius. Therefore, the head-to-head comparison
does not provide a solution to the inconsistencies with the
AccuStandard spikes. Based on the storage temperature issue
noted above, it is a possibility that the Axact standard
solution could have been compromised if the solution was not
fully allowed to equilibrate to 20° Celsius before sampling.

After reviewing QAS spiking standard solution handling,
storage, and shipping records, along with records for
analyses of QA spikes at ELB’s laboratory, concentration for
the standard solutions, stability studies, and all other
laboratory and field procedures, and taking into account the
temperature issue noted above, it has been determined that
QAS analytical performance audit data for EDI produced
consistent recovery rates of -65% for QAS spiking solution.
This low recovery of the EDI spiked samples could be caused
by the inconsistent sample storage procedures noted above.
Based on the information provided, the impact on the ambient
data compared with QAS spiking solution for EDI cannot be
determined at this time.

RECOMMENDATIONS

1. Before handling and storing the standard solution,
standard operating procedures should be checked against
the recommended storing conditions by the manufacturer
for any discrepancies.

2. Before handling and assembling the spiking solution and
samples, laboratory procedures and practices shogld be.
thoroughly reviewed and followed by all parties involved.

3. Verify temperature requirements as well as goncentrations
of standard solutions before samples are spiked.

4. Additional precautions should be es;ablished to preclu@e
the possibility of poor sample spiking.

INTRODUCTION

In September 1996, the Engineering and Laboratory Brgnch
(ELB) of the Air Resources Board (ARB) conducted a six-week
source-impacted ambient air monitoring program for an .
application of endosulfan to a field in Fresno County. This
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monitoring was conducted to determine if endosulfan I (EDI),
endosulfan II (EDII), and the breakdown product, endosulfan
sulfate (EDS), could be detected and measured in ambient air.
The samples were collected and analyzed by ELB. The ARB's -
Monitoring and Laboratory Division’s (MLD) Quality Assurance
Section (QAS) staff conducted a system audit of the field and
laboratory operations, and performance audits of the air
samplers’ flow rates and the analytical method.

AUDIT OBJECTIVE

The system audit was conducted to determine whether the
quality control practices for the handling and storage of
samples, analytical methodology, and method validation were
consistent with the Quality Assurance Plan for Pesticide
Monitoring (ARB, February 4, 1994). Performance audits were
conducted to evaluate the accuracy of the air samplers’ flow
rates and the analytical method.

FIELD AND LABORATORY OPERATIONS

A system audit of the field and laboratory operations was
initiated in August 1996, through a questionnaire submitted
to ELB staff. Additionally, the "Protocol for the
Application Air Monitoring of Endosulfan in Fresno County
During Fall, 1996" and ELB's "Standard Operating Procedure
for the Analysis of Endosulfan in Ambient Air" were reviewed
by QAS staff. 1In general, the laboratory practices were
consistent with the Quality Assurance Plan for Pesticide
Monitoring (ARB, February 4, 1994).

Ambient A;r Sampling, Sample Handling and Storage

Samples were collected by drawing ambient air at measured
rates through sample tubes containing XAD-2 resin. Once
sampled, the exposed XAD-2 resin tubes were stored either on
dry-ice or in a freezer until desorbed with 3 milliliters
(mL) of isooctane in the laboratory. The flow rate was
accurately measured and the sampling system operated
continuously at the exact operating interval. The resin tube
was protected from direct sunlight using a rain shield and
was supported 1.5 meters above ground during the sampling
period. An air sampler consisted of the Teflon cartridge
connected with Teflon tubing to an in-line rotameter, which
in turn was connected to an air pump. A sketch of the
sampling apparatus is shown in Attachment 1.

The samplers’ rotameters were set to an indica;ed flow rate
of 2.0 LPM. The sampling was conducted following the
schedule specified in the sampling protocol. The samples
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were removed from the sample train, capped, and
identification labels were affixed to each tube. Each tube
was placed in a zip-lock plastic bag with up to five other
samples. An identification label was then affixed to the
zip-lock plastic bag. The samples were stored in culture
tubes on dry ice and held in the field for up to one week
prior to shipment to the laboratory. Upon receipt at ELB
laboratory in Sacramento, the samples were either analyzed
immediately or stored in a freezer until extraction and
analyses were conducted. All samples were analyzed within
the required two weeks of receipt by ELB.

Sample Analvysis

The analytical method used was developed by ELB and described
in the "Standard Operating Procedure for the Analysis of
Endosulfan in Ambient Air." The method calls for the XAD-2
resin to be stored in a refrigerator or ice chest until
desorbed with 3 mL of isooctane. The sample is desorbed by
pouring the XAD-2 resin into a vial and adding 3 mL of
iscoctane. The sample is then placed on a shaker for 25
minutes. After being removed from the shaker, the sample is
stored at 4° Celsius until analysis. A 2.0 microliter (uL)
sample is then injected into the gas chromatograph (GC) and
analyzed. The injected samples were analyzed on a Varian
model 3400 gas chromatograph with a DB-608 capillary column
and an electron capture detector. Four levels of EDI, EDII,
and EDS standard concentrations (using a single injection per:
level) were used to establish the instrument standard
calibration curve at 1 ng, 5 ng, 25 ng, and 50 ng.

The following quality control activities were performed to
monitor and document the quality of the data: field control
blanks were analyzed with every analytical run; laboratory
spikes were analyzed in replicate with every analytical run;
and about 10% of the samples were analyzed in replicate to
document analytical precision. Precision checks of the data
showed less than +10% difference. Field duplicates from
collocated sites were collected once per week at each site.
A portion of the samples were analyzed by Gas Chromatograph
Mass Spectroscopy Selective Ion monitoring to confirm the
identity of the analyte.

Method Validation

The minimum detection limit (MDL) criteria was determined by
using the EPA technique based on multiple determinations of
low concentrations of EDI, EDII, or EDS. The MDL was
calculated to be 1.12 ng/mL for EDI, 3.62 ng/mL for EDII, and
3.7 ng/mL for EDS.
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Collection and extraction efficiency was determined for a

50 ng spiked sample. The percent recovery was 101+1% for
EDI, 81:3% for EDII, and 69+4% for EDS. The collection and
extraction efficiency was alsoc determined for a 150 ng spiked

sample. The percent recovery was 90+1% for EDI, 71+1% for
EDII, and 61+2% for EDS. : )

A sample storage stability study was conducted to determine
the percent recovery for 50 ng of EDI, EDII, and EDS stored
at 4° Celsius over a period of 20 days. The results of the
stability study show EDI samples had a 103:1% recovery, EDII
samples had a 89+3% recovery, and EDS samples had a 86+7%
recovery over a period of 20 days. No breakthrough occurred
during the 24 hours of dynamic sampling at 2 LPM air flow.

Documentation

All the samples received at the laboratory were accompanied
by chain-of-custody records. Field data sheets containing
the sample collection information were retained by ELB. The
information recorded in the field data sheets included
sampler ID, sampling date, start and stop times, flow rate,
and comments about unusual conditions.

Laboratory and instrument maintenance logs were kept in bound
notebooks with numbered pages. The entries made in the
laboratory book included sample number, sample type, date
sample was received, collection date, date of analysis,
results of analysis, and analyst. The raw analytical data
were recorded on electronic files and will be kept
indefinitely by ELB.

PERFORMANCE AUDITS

It should be noted that the percent difference for all Tables
is calculated by using the following equation:

Reported Value - True Value x 100
True Value

Flow Rate Audit

The flow rate for each sampler used was audited on July 17,
1996, following the procedures outlined in Attachment 2. The
audit was conducted with a 0 to 3 LPM mass flow meter
traceable to the National Institute of Standards and
Technology (NIST). The difference between the reported and
true flow rates for the ambient air samplers averaged 0.8%
and ranged from -8.0% to 7.1% (Table 1).
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Table 1
Results of the Flow Audit Conducted on the
Ambient Samplers Used During the Monitoring
for Endosulfan

Sampler Reported Flow True Flow Percent

Number (LPM) (LPM) Difference
6A 1.95 l1.91 2.1
7A 1.95 1.89 3.2
12 1.85 1.84 6.0
13 1.95 1.82 7.1
20 1.95 2.12 -8.0
21 1.95 2.02 -3.5
22 1.95 1.96 -0.5
23 1.95 1.96 -0.5
24 1.95 1.92 1.6
25 1.95 1.94 0.5
26 1.95 1.95 0.0
27 1.95 1.91 2.1

Analvtical Performance Audit

In August 1996, a total of 22 QA ambient audit samples were
spiked with known amounts of QAS’s standard solution of EDI,
EDII, and EDS following the procedures outlined in
Attachment 3. The 22 QA audit samples were designated as QA
field spikes (S5), QA trip spikes (10), and QA laboratory
spikes (7). The QA field spikes were exposed to the same
handling and storage conditions and also exposed to the same
environmental and monitoring conditions as those occurring at
the time of ambient sampling. The QA trip spikes followed
the same handling and storage conditions of the ambient
samples.

The seven QA laboratory spikes were stored at ELB’'s storage
freezer for four days before extraction and analysis. The QA
laboratory spikes were analyzed by ELB on August 30 and
September 1, 1996. The audit results for EDI indicated a low
recovery rate. The difference between the assigned and the
reported total mass for EDI laboratory spikes averaged -74.1%
with a range of -100% to -59.2% (Table 2).

The QAS staff, in conjunction with ELB, conducted an
investigation to determine the cause of the low recovery
results for EDI QA laboratory spikes. Staff was unable to
find any inconsistencies with the sample solution, laboratory
procedures, or spiking procedures. However, as part of the
investigation it was noticed that the storage of the spiked
standard solutions provided by AccuStandard and Axact is
handled differently between the manufacturer’s recommended
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storing condition and the approved ELB Standard Operating
Procedures (SOP). The manufacturer recommends the
AccuStandard and Axact standard solutions to be stored at

room temperature, whereas ELB's SOP recommends the solution.
to be stored at 4° Celsius.

QAS staff contacted representatives from both the Axact and
AccuStandards laboratories to determine what, if any, this
change of temperature could have on the spiked samples. The
representatives stated, at the initial concentrations given,
a failure to allow the solutions to equilibrate to 20°
Celsius before spiking could allow absorption of the EDI,
EDII, or EDS concentration to the glass container. If the
spiked solution did adhere to the container, poor results of
the spiked samples would occur.

A second standard solution was prepared by ELB staff and
compared to their working standard. This was prepared by ELB
staff to determine the accuracy of their laboratory standard
solution. 1In this comparison, ELB staff found no difference
in standard solutions. It should be noted that in addition
to this information, the laboratory standard concentration
was created by using a pure or neat solution. This pure
material is not dependant on temperature variations as is a
diluted sample like the sample spiking solutions procured by
AccuStandard and Axact. QA staff found no evidence to
indicate the ambient results were affected by the temperature
variations. Equilibration of the laboratory standards to
room temperature was a standard operating practice in the
analysis of all samples.

The QA laboratory spike audit results for EDII indicate a
difference between the assigned and the reported total mass
average of 4.6% with a range of -3.7% to 11.1%. For EDS, the
audit results indicate a difference between the assigned and
the reported total mass average of -28.7% with a range of
-31.7 to -24.5% (Table 2). After review and discussion with
ELB staff, it—was determined that QA laboratory spike data
for both EDII and EDS were reasonable.
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Table 2
Results of Analyses of the QA Laboratory Spikes for
Endosulfan I, Endosulfan II, and Endosulfan Sulfate

Sample Assigned Mass (ng) Reported Mass (ng) % Difference

ID EDI EDII EDS EDI EDII EDS EDI EDII EDS
AccuStandard
QA-EL1 117.6 27 27.8 48 30 21 -59.2 11.1 -24.5
QA-EL2 117.6 27 27.8 45 29 20 -61.7 7.4 -28.1
QA-EL3 BLANK BLANK BLANK ND ND ND -- -- --
QA-EL4 8.4 BLANK 27.8 ND ND 20 -100 -- -28.1
QA-ELS 8.4 BLANK 27.8 ND ND 20 -100 -- -28.1
QA-ELS 42.0 27 27.8 16 26 19 -61.9 -3.7 -31.7
QA-EL7 42.0 27 27.8 16 19 -61.9 3.7 -31.7

The ten QA trip spikes were exposed to the same handling and
storage conditions as those occurring at the time of ambient
monitoring. The trip spikes were shipped, in an ice chest
containing dry ice, from ELB laboratory to the Fresno ambient
air monitoring station. At the Fresno site, the trip spikes
were stored for four days in an ice chest containing dry ice,
packaged with QA field spikes, and returned to ELB laboratory
for analysis. The QA trip spikes were analyzed on two
separate dates and used two separate standards: AccuStandard
and Axact. The QA trip spiked samples identified as QA-ET1,
QA-ET2, QA-ET3, QA-ET4, and QA-ETS5 were analyzed by ELB on
October 3-4, 1996, and used the standard solution from
AccuStandard. The QA trip spiked samples identified as
QA-ET6, QA-ET7, QA-ET8, QA-ET9, and QA-ET10 were analyzed by

ELB on October 8-9, 1996, and used the standard solution from
Axact.

The audit results for EDI indicated a low recovery rate using
both the AccuStandard and Axact standard spikes. The
difference for EDI between the assigned and the reported
total mass for-the five AccuStandard QA trip spikes averaged
-94.9% with a range of -100% to -89.8% (Table 3). The
difference between the assigned and the reported total mass
for the five Axact QA trip spikes averaged -82.6% with a
range of -100% to -64.3% (Table 3).

QAS staff, in conjunction with ELB, conducted an
investigation to determine the cause of the low recovery
results for EDI QA trip spikes. In December 1996,
approximately three months after initial spiking, ELB staff
conducted a "head-to-head" comparison for EDI, EDII, and EDS
and analyzed the lab standard solution against the standard
solutions used by QA staff provided by AccuStandard and
Axact. This comparison found that the AccuStandard was
comparable with the lab standard while the Axact standard
recovery rate was low by a factor of 10. However, the
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solutions used for spiking were stored differently for three
months from the manufacture’s recommended storing conditions
before the head-to-head comparison was conducted. Axact
Standards Inc. only guarantees their product if the .
temperature remains between 18 and 28° Celsius. Therefore,
the head-to-head comparison does not provide a solution to
the inconsistencies with the AccuStandard spikes. Based on
the storage temperature issue noted above, it is a )
possibility that the Axact standard solution could have been
compromised if the solution was not fully allowed to ‘
equilibrate to 20° Celsius before sampling.

Staff found no other inconsistencies with the sample
solution, handling procedures, spiking procedures, and
laboratory procedures other than the storage issue noted
above. Based on the low recovery results for EDI QA trip
spikes and the inconsistent sample storage procedures noted

above, the impact on the ambient data cannot be determined at
this time.

The QA trip spike audit results for EDII were complicated.
The AccuStandard values reported non-detect for the samples
spiked, therefore, these sample results were not reasonable.
The Axact values indicate the difference between the assigned
and the reported total mass of EDII averaged -27.8% with a
range of -29.6% to -25.9% (Table 3). For EDS, all spikes
were assigned blanks, and no contamination of the blanks were
detected (Table 3). After review and discussion with ELB
staff, it was determined that QA trip data for EDII Axact
spikes and EDS trip blanks were reasonable.

Table 3
Results of Analyses of the QA Trip Spikes for
Endosulfan I, Endosulfan II, and Endosulfan Sulfate

Sample Assigned Mass (ng) Reported Mass (ng) % Difference

ID EDI —EDII EDS EDI EDII EDS EDI EDII EDS
AccuStandard
QA-ET1 117.6 27 BLANK 12 ND ND -89.8 -~100 --
QA-ET2 117.6 27 BLANK 12 ND ND -89.8 -100 --
QA-ET3 BLANK BLANK BLANK ND ND ND - -- --
QA-ET4 8.4 BLANK BLANK ND ND ND -100 -- C-—
QA-ETS 8.4 BLANK BLANK ND ND ND -100 -- --
Axact Standard
QA-ET6 117.6 27 BLANK 40 20 ND -66.0 -25.9 ~--
QA-ET7 117.6 27 BLANK 42 19 ND -64.3 -29.6 -~
QA-ETS BLANK BLANK BLANK ND ND ND -- -- --
QA-ETS 8.4 BLANK BLANK ND ND ND -100 -- --
QA-ET10 8.4 BLANK BLANK ND ND ND -100 -- -
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The five QA field spikes were installed into the pesticide
air monitor at this station and exposed to 24 hours of
ambient air sampling through-the-tube samples at a rate of

2 LPM. A replicate air sampler (collocated) was used to
collect and determine the background ambient air
concentrations. After exposure to the field conditions, the
samples were packaged, stored, and shipped in an ice chest
containing dry ice to ELB for analysis.

The five QA field spikes audit samples were analyzed for EDI,
EDII, and EDS. These samples were analyzed between

October 8-9, 1996. The audit results for EDI indicated a low
recovery rate. The difference between the assigned and the
reported total mass for the EDI field spikes averaged -55.9%
with a range of -61.7% to -46.4% (Table 4). Based on the low
recovery results for EDI QA field spikes and the inconsistent
sample storage procedures noted above, the impact on the
ambient data cannot be determined at this time.

The QA field spike audit results indicate the difference
between the assigned and the reported total mass for EDII
averaged -16.7% with a range of -18.5% to -14.8% (Table 4).
For EDS, all spikes were assigned blanks and no contamination
was detected (Table 4). After review and discussion with ELB
staff, it was determined that QA field spike data for both
EDII and EDS were reasonable.

Table 4
Results of Analyses of the QA Field Spikes for
Endosulfan I, Endosulfan II, and Endosulfan Sulfate

Sample Assigned Mass (ng) Reported Mass (ng) % Difference

ID EDI EDII EDS EDI EDII EDS EDI EDII EDS
AccuStandard
QA-EF1 8.4 BLANK BLANK 4.5 ND ND ~-46.4 -- --
QA-EF2 8.4 BLANK BLANK 3.9 ND ND -53.6 - --
QA-EF3 117.6 27 BLANK 45 23 ND -61.7 -14.8 --
QA-EF4 117.6 27 BLANK 45 22 ND -61.7 -18.5 -~
QA-EF5 BLANK BLANK BLANK ND ND -- -- --

An investigation to determine the cause of the low recovery
rates during QAS analytical performance audit for laboratory,
trip, and field spikes of EDI was conducted by reviewing QA
spiking standard solution handling, storage, and ghlpplng
records, along with records for analyses of QA spikes at
ELB’s laboratory. The following are the results of the
investigation:

-14- .
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The QAS’'s endosulfan standards and ELB's endosulfan standards
solutions were procured by AccuStandard Inc. and Axact
Standards Inc. The standards had the same expiration date of

September 1997. No spiking or calculation errors were found
when reviewing QA spiking logbook.

The QAS endosulfan spiking solution procured from
AccuStandard and Axact were analyzed by ELB on December 17,
1996, in a "head-to-head" comparison with the laboratory
standard solution. ELB staff analyzed the results and found
that the AccuStandard was comparable with the laboratory
standard while the Axact standard measured rate was low by a
factor of 10. However, the solutions used for spiking were
stored differently for three months from the manufacture’s
recommended storing conditions before the head-to-head
comparison was conducted. Axact Standards Inc. only
guarantees their product if the temperature remains between
18 and 28° Celsiys. Therefore, the head-to-head comparison

does not provide a solution to the inconsistencies with the
AccuStandard spikes.

A second standard solution was prepared by ELB staff and
compared to their working standard. This was prepared by ELB
staff to determine the accuracy of their laboratory standard
solution. 1In this comparison, ELB staff found no difference
in standard solutions. It should be noted that in addition
to this information, the laboratory standard concentration
was created by using a pure or neat solution. This pure -
material is not dependant on temperature variations as is a
diluted sample like the sample spiking solutions procured by
AccuStandard and Axact. QA staff found no evidence to
indicate the ambient results were affected by the temperature
variations. Equilibration of the laboratory standards to
room temperature was a standard operating practice in the
analysis of all samples. ‘

The stability studies conducted by ELB staff determined that
endosulfan was stable for 20 days when stored at 4° Celsius.
The QA laboratory, trip, and field spiked samples were
transported, stored, and analyzed within the 20-day stability
requirement. No thermometer or recording of the temperature
was logged during the storage of the spiked samples.

The Varian 3400 Gas Chromatograph was calibra;ed daily during
the analysis of the ambient samples and QA spiked samples.

Review of the chromatograms and the sample analyses data
showed no data transfer or calculation errors. Each spiked

sample and ambient sample was analyzed using a.single
injection so no precision data could be established.

-15-
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Storage of the standard solution is handled differently
between the manufacturer’s recommended storing condition and
the approved ELB’s SOP. The manufacturer recommends the
standard solution be stored at room temperature in the dark,
whereas ELB’'s SOP recommends the solution to be stored at 4°
Celsius. However, if the standard solution is stored at the
lower temperature, appropriate equilibration is needed to
bring the standard solution to room temperature before use.

Representatives from both the Axact and AccuStandards

laboratories were contacted to determine what, if any, this
change of temperature could have on the samples of EDI. The
representatives stated, at the initial concentrations of EDI
given, a failure to allow the EDI solution to equilibrate to

20° Celsius before spiking could allow absorption of the EDI
concentration to the glass container.

From the results of the investigation, the cause of the low
recovery rates during QAS analytical performance audit for
EDI field, trip, and laboratory spike samples could be caused
by the temperature difference noted above. If the spiked
solution did absorb to the container, poor results of the EDI
spiked samples would occur. Based on the information
provided, the impact on the ambient data compared with QAS
spiking solution for EDI cannot be determined at this time.

-16- .
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ATTACHMENT 2

FLOW RATE AUDIT PROCEDURES FOR AIR SAMPLERS
USED IN PESTICIDE MONITORING

Introduction

Air samplers are audited using a calibrated differential pressure
gauge or a mass flow meter that is standardized against a
National Institute of Standards and Technology (NIST) traceable
flow calibrator. The audit device is connected in series with
the sampler’s flow meter. The flow rate is measured while the
sampler is operating under normal sampling conditions. The
sampler’s indicated flow rate is corrected based on its
calibration, and the true flow is calculated from the audit
device’s calibration curve. The sampler’s reported flow is
compared to the true flow, and a percent difference is
determined.

Equipment
The basic equipment required for the air sampler flow audit is

listed below. Additional equipment may be required depending on
the particular configuration and type of sampler.

1. NIST-traceable mass flow meter.
2. Calibrated differential pressure gauge with laminar
flow element.
3. 1/4" outer diameter Teflon tubing.
4. 1/4", stainless steel, Swagelock fittings.
Audit Procedures
1. If power is available, connect the mass flow meter into

a 110 VAC outlet, and allow it to warm up for at least
ten minutes. Otherwise, perform the audit with the
calibrated differential pressure gauge.

2. Connect the inlet port of the audit device to the
outlet port of the sampler’s flow control valve with a
five-foot section of Teflon tubing and Swagelock
fittings.

3. Connect the outlet port of the audit device to the pump
with another five-foot section of Teflon tubing and
Swagelock fittings.

4. Allow the flow to stabilize for at least one to two
minutes and record the flow rate indicated by the
sampler and audit device’s response.




ATTACHMENT 2 (CONT’D)

Calculate the true flow rate from the audit device’s
response and record the results. Obtain the corrected
sampler flow rate from the field operator. Calculate

the percent difference between the true flow rate and
the reported flow rate.

The percent difference is calculated by using the
following equation:

Repor Flow - True Flow x 100

True Flow
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ATTACHMENT 3

PERFORMANCE AUDIT PROCEDURES FOR THE LABORATORY ANALYSIS
OF ENDOSULFAN I, ENDOSULFAN II, AND ENDOSULFAN SULFATE

Introduction

The purpose of the laboratory performance audit is to assess the
accuracy of the analytical method used by the laboratory to
measure the ambient concentrations of endosulfan I (EDI),
endosulfan II (EDII), and the breakdown product endosulfan
sulfate (EDS). The audit is conducted by submitting audit
samples spiked with known concentrations of EDI, EDII, and EDS.
The analytical laboratory reports the results to the Quality
Assurance Section. The difference between the reported and the

assigned concentrations is used as an indicator of the accuracy
of the analytical method.

Materials

1. endosulfan I, 1.68 ug/mL endosulfan 1 in isooctane,
AccuStandard Inc., Product #S-3346A, Lot $#086-242,
Expires 9/1/97.

2. endosulfan II, 5.4 ug/mL endosulfan II in isooctane,
AccuStandard Inc., Product #S-3346B, Lot #086-243,
Expires 9/1/97.

3. endosulfan sulfate, 5.55 ug/mL endosulfan sulfate in
isooctane, AccuStandard Inc., Product #S-3346C, Lot
#086-244, Expires 9/1/97.

4. endosulfan I, 1.68 ug/mL endosulfan I in isooctane,
Axact Standards Inc., Catalog #13679, Lot #13679896,
Expires 9/97. '

5. endosulfan II, 5.4 ug/mL endosulfan II in isooctane,
Axact Standards Inc., Catalog #13688, Lot #32090896,
Expires 9/97.

6. endosulfan sulfate, 5.55 ug/mL endosulfan sulfate in
isooctane, Axact Standards Inc., Catalog #13721, Lot
#29550896, Expires 9/97. o

7. XAD-2 adsorbent resin tubes, supplied by SKC West Inc.

Safety Precautions

Prior to handling any chemical, read the manufacturer’s Material
Safety Data Sheets (MSDS). Avoid direct physical contact with
chemicals. Avoid breathing vapors. Use only under a fume hood.
Wear rubber gloves, safety glasses, and protective clothing.
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ATTACHMENT 3 (CONT'D)
Pxepaxation of Audit Samples

Prepare five field samples, ten trip samples, and seven
laboratory audit samples by spiking the XAD-2 adsorbent
cartridges with the volume of EDI, EDII, and EDS spiking solution
indicated in Table 1 below. Using a microsyringe, insert the
needle into the primary section of the XAD-2 cartridge, and push
the plunger slowly while spiking the XAD-2 adsorbent resin.

Table 1
Volume of Endosulfan I, Endosulfan II, and
Endosulfan Sulfate in Isooctane Used to Spike the
QA Ambient Audit Samples

EDI EDII EDS
Spiking Spiking Spiking
Sample Solution Solution Solution
ID Volume (uL) Volume (ulL) Volume (ul) -
Field Spikes (AccuStandard’s Standard Solutions)
QA-EF1 5.0 0.0 0.0
QA-EF2 5.0 0.0 0.0
QA-EF3 70.0 5.0 0.0
QA-EF4 70.0 5.0 0.0
QA-EFS 0.0 0.0 0.0
Trip Spikes (AccuStandard’s Standard Solutions)
QA-ET1 70.0 5.0 0.0
QA-ET2 70.0 5.0 0.0
QA-ET3 0.0 0.0 0.0
QA-ET4 5.0 0.0 0.0
QA-ETS 5.0 0.0 0.0
Trip Spikes (Axact’s Standard Solutions)
QA-ET6 70.0 5.0 0.0
QA-ET7 70.0 5.0 0.0
QA-ETS8 0.0 0.0 0.0
QA-ETS 5.0 0.0 0.0
QA-ET10 5.0 0.0 0.0

Laboratory Spikes (AccuStandard’s Standard Solutions)

QA-EL1 70.0 5.0 5.0
QA-EL2 70.0 5.0 5.0
QA-EL3 0.0 0.0 0.0
QA-EL4 5.0 0.0 5.0
QA-EL5 5.0 0.0 5.0
QA-EL6 25.0 5.0 5.0
QA-EL7 25.0 5.0 5.0
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Page |  Report Date: Tue.04-08-1997  Dirs DATA\ JILL(8.33) #8220
TECKLENBURG RANCH
14860 N. WELLS LANE

LODI, CA 95240 A DT, TCATION SITE REPORT

From 01-01-97 to 04-08-97

User: TECKLENE

|~mmveecaccaccas|COMPLETE | TREATED | ==APPLIED ~=|«== TOTAL ~==|DILUT.|==~ae APPLICATION ----~|APPLI.| TOTAL | AVERAGE |
== MATERIAL --~| DATE |- ACRE-| RATE/ACRE | MATR. APPL |VOLUME|~==-= ~ REASON ==wwe-ene [METHOD| COST $20. |COST $20./aA]
| TECKLENBURG 1-1| Crop : APPLE Harvest: 10-13-96 | Total Area: 8.50 ACRE ] | ] ]
|GLYPHOS jo1-31-97] 8.50] 2.00 Qr| 4.25 GAL|40.00 |WBEDS |GROUND | 216.75 | 120.62 |
|GOAL 2x |11:00 | #69 | 2.00 Qr| 4.23 GAL| |APP: TECKLENBURG | | 442.00 |} ]
jsIM~TROL 90DF | } ] 1.00 LB] 8.50 LB| ] ] } 35.70 | |
| SURFLAN AS ] | | 2.00 QT| 4.25 GAL| | | | 330.86 | |
|SUPERCIDE WP  |02-27-97] 10.00] 4.00 1B 40.00 L8|200.00|APRID | GROUND | 640.00 | 98.24 |
|SUPER 94 OIL ]08:00 | #74¢ |} 6.00 GAL| 60.00 GAL| |APP: TECKLENBURG | | 195.00 | |
|AGRA-MYCIN 17 [03-10-97| 8.50| 8.00 oz| 68.00 0%|100.00|PIREBLIGHT | GROUND | 138.04 | 45.49 |
|PROCURE 50WS  |09:00 | #76 | 8.00 02) 4.25 18| |APP: TECKLENBURG ] } 248.63 | ]
|THIODAN 50WP  |04-08-97| 6.00] 3.00 LB 18.00 LB|100.00|WORMS & FIRE BLIGHT, S|GROUND| 129,60 | 36.57 |
| AGRA-MYCIN 17 {07145 | #8¢ | 8.00 oz| 48.00 03| |APP: TECKLENBURG | | 97.44 | |
| THIRAM WP | ] ] 3.00 LB] 18.00 LB| ] ] | 36.00 | ]
19-18-9 | | | 1.00 GAL| 6.00 GAL| | | | 27.00 | ]
| SYMSPRAY | | | 12.00 o3| 0.56 GAL| | | | 20.81 | }
| TOTAL~e-weem- | 4 | 33.00|aPPLE | | Jcosr | 2%57.83 | 300.92 |
| e=we=esYIELD---| AVERAGE:25.00 BUSHELS/ACRE |TOTAL:212.50 BUSHELS| |INcome|  s5312.50 | 625.00 |
[ O | i | Pn— ——— | 1 |DIFPER| 2754.67 | 324.08 |
| GRAND TOPAL--| 4 T T J. 1. 1 O —— | | jcost | 2557.83 | 300.92 |
| cecmmmacees | o}  J— SR ] ] |INCOME]  5312.50 | 625.00 |
| cmmmmmemeee | | I -— | l |DIFFER|  2754.67 | 324.08 |
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State of Catiforwnia

Memorandum

Ta

From

Subject

A4

George Lew, Chief oae . March 20, 1996
Engineering and Laboratory Branch '
Monitoring and Laboratory Division Place -

Air Resources Board
600 North Market Boulevard
Sacramento, California 95812

Oepartment of Pesticide Regulation — 1020 N Street, Room 161
Sacramento, California 95814-5624

MONITORING RECOMMENDATION FOR ENDOSULFAN

Atrtached is the Department of Pesticide Regulation’s recommendation for monitoring the
herbicide endosulfan. This recommendation is provided pursuant to the requirements of AB
1807/3219 (Food and Agricultural Code, Division 7, Chapter 3, Article 1.5). As you know,
monitoring recommendations are made using historical use information for the pesticide in’
question. For this reason, it is essential that the agricultural commissioner, in the county or
counties where monitoring will be conducted, be consulted prior to the onset of air
monitoring.

We anticipate submission of air monitoring data by October 1997.

If you have any questions please contact Kevin Kelley, of my staff, at (916) 324-4187.
-/

\_ '(L/,ugu 'ﬂ h— 741

John S. Sanders] Chief ‘

Environmental Monitoring and Pest Management Branch
(916) 3244100

cc:  Paul H. Gosselin, DPR Kevin Kelley, DPR
Charles M. Andrews, DPR Madeline Brattesani, DPR
Ronald J. Oshima, DPR Genevieve Shiroma, ARB
Gary Patterson, DPR Ruth Tomlin, ARB
Barry Cortez, DPR Cara Roderick, ARB
John Donahue, DPR

Cosmo C. Insalaco, Fresno County Agricultural Corpmissioner
Mark Lockhart, Lake County Agricultural Commissioner
Erwin B. Elby, San Joaquin County Agricultural Commissioner

Pruved on Rocyeted Paper
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MONITORING RECOMMENDATION FOR ENDOSULFAN

To fulfill the requirements of AB 1807/3219 (California Food and Agricultural Code,
Division 7, Chapter 3, Article 1.5), the Department of Pesticide Regulation (DPR) has
previously requested that the Air Resources Board (ARB) document the airborne
concentrations of the pesticide endosulfan [(3a,5aB,6c,9:,9ap)- or (3a,5aa,6B,9B,9201)-
6,7,8,9,10,10-Hexachlo ro-1,5,53,6,9,9a—hexahydro~6,9-methano-z,4,3-,benzo-dioxathiepin-3-
oxide]. This recommendation provides background and recent use information on endosulfan
containing products, and identifies how they are used.

The technical grades of endosulfan are mixtures of two stereoisomers a-Endosulfan (64-67%)
and B-endosulfan (32-29%) with approximately 4% other material. a-Endosulfan
[((3a,5aB,6c,901,92B)-6,7,8,9,10, 10-Hexachloro-1,5,5a,6,9,9a-hexahydro-6,9-methano-2,4,3-
benzo-dioxathiepin-3-oxide] (CAS: 959-98-8) and B-endosulfan [(3a,5ac1,68,9p,9acx)-
6,7,8,9,10,10-Hexachloro-1 ,3,53,6,9,9a-hexahydro-6,9-methano-2,4,3-benzo-dioxathiepin-3-
oxide] (CAS:33213-65-9) are colorless to brown crystals emitting a sulfur dioxide-like odor.
Endosulfan has a molecular formula of C;H,Cl,0;S, a formula weight of 460.92 g/mole and a
specific density of 1.745 at 20 °C. Endosulfan has a vapor pressure of 10° mmHg at 25 °C,
but water solubility (S,), and Henry’s Constant (K,) vary with isomer. a-Endosulfan

S, = 530 ppb at 25 °C, Ky = 1.01 x 10* atm'm?/mol at 25 °C, B-endosulfan S,, = 280 ppb at
25 °C, Ky = 1.91 x 10° atm'm?/mol at 25 °C. Both isomers are soluble in most organic
solvents.

The hydrolysis half-life (t,/,) of endosulfan in water (25 °C and pH 7) is 218 hours for
a-endosulfan and 187 hours for -endosulfan. In plants the t,/, for conversion of
a-Endosulfan to B-endosulfan is approximately 60 days, and the t,, for the conversion of
B-endosulfan to endosulfan sulfate is 800 days. Each isomer forms its respective sulfate on
exposure to light in surface waters.

Degradation of endosulfan in soil yields a mixture of endosulfandiol, endosulfanhydroxy
ether, endosulfan lactone and endosulfan sulfate. Endosulfan sulfate is the major
biodegradation product in soils under aerobic, anaerobic and flooded conditions. In flooded
soils, endosulfandiol and endohydroxy ether were also reported. In sandy loam soil,
microorganisms are responsible for degrading endosulfan to endosulfandiol, and further to
endosulfan a-hydroxy ether and trace amounts of endosulfan ether. Both productsare
subsequently converted to endosulfan lactone. This soil transformation pathway is followed
by both isomeric forms.

The acute oral LDy, of endosulfan for rats is 70 mg/kg (aqueous), and 110 mg/kg in oil.
Acute LCy, (1-hour) for rats > 21 mg/L air. Acute dermal LDy, is 500 mg/keg for rats and
369 mg/kg for rabbits. The LCs, (96 hour) irrespective of isomer are 0.3 ug/L for rainbow
trout, and 3.0 ug/L for white sucker. Endosulfan has entered the risk assessment process at
DPR under the SB 950 (Birth Defect Prevention Act of 1984) based on its potential
reproductive and neurotoxicity adverse health effects. .




As of March 8, 1995, there were 19 active registrations for products containing endosulfan,
Eighteen are agricultural products and one is a home-garden product. Formulations of
endosulfan include granulars, emulsifiable concentrates and wettable powders. Technical
endosulfan is formulated as a dust. The Signal Words on agricultural endosulfan-containing
projucts are “Danger: or “Danger/Poison”, and “Warning” on the home garden (9.15% Al
product.

Use of endosulfan for 1993, 1992 and 1991 is summarized in the following tables: Table 1,
endosulfan use by year; and Table 2, endosulfan applications in Fresno County. Agricultural
use of endosulfan for the eleven counties listed in Table 1 accounts for 92% to 97% of total
endosulfan use. Remaining use is for the treatment of containerized plants and flowers in
greenhouses and nurseries. :

Table 1: Endosulfan Use by Year.
(Pounds of Active Ingredient)

County 1993 1992 1991
Fresno 116,248.76 150,302.29 64,431.70
Imperial 45,847.24 56,700.93 143,111.70
Kern 74,771.36 63,086.13 35,941.01
Kings 27,243.66 9,371.94 4,407.76
Lake 1,435.33 2,183.34 4,065.62
Madera 3,993.57 6,080.14 11,017.66
Riverside 24,250.59 32,096.95 22,405.34
San Joaquin 3,191.48 6,944.20 4,385.12
Stanislaus 1,651.88 2,549.94 2,281.04
Sutter 4,545.89 8,589.03 2,758.43
Tulare 52,385.36 30,765.79 17,480.53
County Totals 355,565.13 368,670.68 312,285.91
TOTAL CA USE 366,008.3 383,006.7 339,581.3

The Pesticide Use Report (PUR) data summarized in Table 1 show that the largest
applications of endosulfan generally occur in Fresno County. Although applications in
Imperial County in 1991 were 2+ times greater those of Fresno County, this use probably
was the result of the silver-leaf whitefly infestation which occurred there during the summer
of that year. Additionally, PUR data indicates that the greatest applications generally begin in
May and June peaking in either July or August depending on year (Table 2).



¥

Table 2. Endosulfan applications in Fresno County
(Pounds of Active Ingredient)

Fresno County 1993 1992 1991

May (lbs Al) 3,698.27 23,759.96 4,050.94

(Rate) 0.94 1.21 1.17

June (Ibs Al) 13,186.77 19,424.16 18,349.19

(Rate) 0.89 0.99 1.06

July (Ibs A) 22,304.57 58,865.88 18,074.12

(Rate) 1.0C 1.37 1.01

August (Ibs Al) 59,528.64 15,598.53 7,935.87

(Rate) 1.00 0.90 0.99
RECOMMENDATIONS:
Ambient Air Monitoring.

The use patterns for endosulfan suggests that monitoring should take place in Fresno County
during a 30- to 45~-day sampling period in the months of July and August. Three to five sampling
sites should be selected in relatively high-population areas or in areas frequented by people.
Sampling sites should be in cotton or grape growing areas but not immediately adjacent to fields
to which endosulfan is being applied. At each site, twenty to thirty discrete 24-hour samples
should be taken during the sampling period. Background samples should be collected in an area
distant to endosulfan applications.

Replicate (CO-located) samples are needed for five dates at each sampling location. Two
co-located samplers (in addition to the primary sampler) should be run on those days. The date
chosen for replicate samples should be distributed over the entire sampling period. They may,
but need not be, the same dates at every site. Field blank and spike samples should be collected at
the same environmental (temperature, humidity, exposure to sunlight) and experimental (air flow
rates) conditions as those occurring at the time of ambient sampling. Since endosulfan is known
to partition into fogwater, samples collected during fog episodes should be designated as such.

Monitoring of an Application Site.

There is no specific use pattern for endosulfan where the application rate is greater than

1.5 Ibs Al/acre. PUR Use data (1991 through 1993) indicates that endosulfan applications

to grapes (wine and fresh market) in Fresno and Kern counties routinely occurs from May
through August but use rates rarely exceed 1.5 Ibs Al/acre. Applications of endosulfan in Lake
County to pears regularly exceeds 2.0 Ibs Al/acre during September and October. Applications




to cherries or apples in San Joaquin County during April exceeds 2.25 lbs Al/acre; Applications
to nectarines in Fresno County also in April exceeds 2.1 lbs Al/acre.

Use patterns for endosulfan suggests that application-site monitoring should be conducted during
the months of September or October in Lake County, and that the application be associated with
pears. Alternatively, monitoring may be performed in San Joaquin County in April (applications
associated with cherries or apples) or in Fresno County during April (applications associated with
almonds. Although endosulfan is not used extensively on these crops during this period, care
should still be taken so that other applications to nearby groves during the sampling period do
not affect sample collection. A three day monitoring period should be established with sampling
times as follows. Application + 1 hour, followed by one 2-hour sample, one 4-hour sample, two
8-hour samples and two 24-hour samples. A minimum of four samplers should be positioned, one
on each side of the field. A fifth sampler should be co-located at one position. Since endosulfan is
extensively used in the area, background samples should collect enough volume (either 12 hours
at 15 liters/min., or a shorter period with a higher volume pump) to permit a reasonable
minimum detection level. Ideally, samplers should be placed a minimum of 20 meters from the
field. Field blank and field spike samples should be collected at the same environmental
(temperature humidity, exposure to sunlight) and experimental (similar air flow rates) conditions
as those occurring at the time of sampling.

We also request that you provide in the monitoring report: 1) An accurate record of the positions
of the monitoring equipment with respect to the field (please include the exact distance that the
sampler is positioned from the field), 2) an accurate drawing of the monitoring site showing the
precise location of the meteorological equipment, trees, buildings, and other obstacles, 3)
meteorological data collected at a minimum of 15 minute intervals including wind speed and
direction, humidity, and comments regarding degree of cloud cover, and 4) the elevation of each
sampling station with respect to the field, and the orientation of the field with respect to North
(identified as either true or magnetic North). Samples collected during fog episodes should be
designated as such.
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ENDOSULFAN APPLICATION METEOROLOGICAL DATA (15 min. averages)

Wind Barometric Wind

Julian Speed | Temp. | Pressure | Relative | Direction

Year Date Time {mph) (F) (hPa) Humidity (deg_rees)
1997 97 1803 0.38 72.0 1015.0 37.1 256
1997 97 1818 1.91 70.6 1015.0 42.2 289
1997 97 1833 5.94 69.5 1015.0 45.3 271
1997 97 1848 9.26 68.3 1015.0 45.9 266
1997 97 1903 9.87 66.8 1015.0 43.7 274
1997 97 1918 11.11 64.4 1015.0 52.0 273
1997 97 1933 9.65 63.2 1015.0 52.4 275
1997 97 1948 9.64 62.0 1015.0 57.8 268
1997 97 2003 11.10 60.9 1015.0 56.8 258
1997 97 2018 7.92 60.1 1015.7 57.8 258
1997 97 2033 8.25 59.7 1015.9 59.4 250
1997 97 2048 7.17 59.4 1016.0 58.3 249
1997 97 2103 6.86 59.0 1016.0 57.6 254
1997 87 2118 4.43 58.6 - 1016.0 58.0 251
1997 97 2133 2.99 58.1 - 1016.0 60.1 254
1997 97 2148 0.73 57.4 1016.0 63.1 254
1997 97 2203 3.95 57.1 1016.0 65.4 261
1997 97 2218 4.39 57.4 1016.0 64.1 264
1997 97 2233 2.88 57.5 1016.0 61.8 232
1997 97 2248 0.50 55.8 1016.0 67.2 234
1997 97 2303 0.00 55.7 1016.0 66.2 211
1997 97 2318 2.02 56.3 1016.0 63.8 252
1997 97 2333 1.29 56.2 1016.0 62.7 261
1997 97 2348 0.00 55.3 1016.0 65.2 142
1997 98 0003 0.00 54.6 1016.0 67.1 182
1997 98 0018 0.00 53.7 1016.0 68.2 204
1997 98 0033 0.07 53.8 1016.0 66.2 297
1997 98 0048 0.03 53.5 1016.0 66.6 281
1997 98 0103 0.00 53.1 1015.5 66.3 288
1997 98 0118 0.00 51.5 1015.0 69.4 262
1997 98 0133 0.00 51.3 1015.5 71.9 316
1997 98 0148 0.00 50.0 1015.5 75.2 293
1997 98 0203 0.00 49.7 1015.0 75.1 323
1997 98 0218 0.00 51.0 1015.0 73.7 306
1997 98 0233 0.00 49.0 1015.0 77.4 347
1997 98 0248 0.00 48.2 1015.0 79.0 241
1997 98 0303 0.00 47.0 1014.5 79.7 97
1997 98 0318 0.00 46.6 1014.7 81.7 249
1997 98 0333 0.00 46.3 1014.0 87.1 64
1997 98 0348 0.00 46.2 1014.0 86.7 135
1997 98 0403 0.00 47.5 1014.0 84.1 , 242
1997 98 0418 0.00 45.9 1014.0 86.9 133
1997 98 0433 0.00 44.3 1014.0 87.2 112
1997 98 0448 0.00 44.3 1014.0 87.3 89
1997 98 0503 0.00 44.5 1014.0 87.3 87
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ENDOSULFAN APPLICATION METEOROLOGICAL DATA (15 min. averages)

Wind Barometric Wind

Julian Speed | Temp. | Pressure | Relative | Direction

Year Date Time (mph) (F) (hPa) Humidity | (degrees)
1997 98 0518 0.13] 442 1014.0 88.3] 120
1997 98 0533 0.00 43.7 1014.0 89.9 87
1997 98 0548 0.00 42.7 1014.0 95.4 253
1997 98 0603 0.00 42.2 1014.0 95.4 156
1997 98 0618 Q.00 41.8 1014.7 95.8 176
1997 98 0633 0.00 413 1015.0 95.3 164
1997 98 0648 0.00 40.7 1015.0 98.4 144
1997 98 0703 0.00 41.1 1015.0 99.1 81
1997 98 0718 0.00 42.2 1015.0 98.1 124
1997 08 0733 0.00 442 1015.0 96.8 139
1997 98 0748 0.00 49.4 1015.0 94 .6 139
1997 98 0803 0.02 50.4 1015.0 89.7 220
1997 98 0818 4.63 52.6 1015.0 83.0 268
1997 98 0833 5.56 53.7 1015.3 78.2 21
1997 98 0848 6.65 54.6 1015.0 76.6 274
1997 98 0903 7.10 55.4 1015.0 75.4 271
1997 98 0918 6.05 56.7 1015.0 71.2 272
1997 98 0933 517 58.3 1015.0 69.3 260
1997 98 0948 4.65 59.4 1015.0 64.6 276
1997 98 1003 3.61 60.7 1015.0 62.6 277
1997 98 1018 3.70 62.1 1015.0 58.9 271
1997 98 1033 5.51 62.2 1015.0 60.8 265
1997 98 1048 4.35 62.3 1015.0 62.1 277
1997 98 1103 1.84 63.4 1015.0 63.6 285
1997 98 1118 1.68 63.7 1015.0 63.0 277
1997 98 1133 1.74 64.1 1015.0 56.1 261
1997 98 1148 0.58 64.7 1015.0 54.1 286
1997 a8 1203 1.36 65.0 1015.0 55.3 289
1997 98 1218 0.87 65.9 1015.0 53.7 267
1997 98 1233 1.81 66.7 1015.0 52.2 270
1997 98 1248 1.91 67.7 1015.0 51.3 262
1997 98 1303 1.77 67.5 1014.5 492 272
1997 98 1318 0.40 68.4 1014.0 46.9 273
1997 938 1333 0.13 69.9 1014.0 43.6 281
1997 98 1348 0.01 70.7 1014.0 42.1 252
1997 98 1403 0.00 70.7 1014.0 40.7 276
1997 98 1418 0.00 70.9 1014.0 40.3 282
1997 98 1433 0.00 71.9 1013.1 40.8 269
1997 98 1448 0.42 71.9 1013.0 38.5 272
1997 98 1503 1.15 71.8 1013.0 39.8 260
1997 98 1518 4.47 71.6 1013.0 39.0 254
1997 98 1533 3.14 71.5 "1013.0 37.8 259
1997 98 1548 2.40 71.8 1013.0 36.7 257
1997 98 1603 543 71.6 1012.6 34.7 250
1997 98 1618 6.73 71.4 1012.0 33.0 278
1997 08 1633 11.15 71.5 1012.0 31.1 271




ENDOSULFAN APPLICATION METEOROLOGICAI:DATA (15 min. averages)

Barometric

Wind : Wind

Julian Speed | Temp. | Pressure | Relative | Direction

Year Date Time (mph) (F) (hPa) Humidity | (degrees)
1997 98 1648 14.56 70.6 1012.0 28.3 264
1997 98 1703 14.40 69.9 1012.0 334 27
1997 98 1718 15.49 69.0 1012.0 333 263
1997 98 1733 16.35 67.9 1012.0 33.9 260
1997 98 1748 16.48 66.8 1012.0 28.1 261
1997 98 1803 16.94 66.0 1012.0 29.8 256
1997 98 1818 17.03 65.2 1012.0 33.4 254
1997 98 1833 15.32 64.7 1012.0 34.1 255
1997 98 1848 16.69 63.7 . 1012.0 32.9 257
1997 98 1903 12.95 62.9 1012.0 37.0 257
1997 98 1918 13.50 61.9 1012.0 38.6 256
1997 98 1933 12.88 60.6 1011.4 43.4 254
1997 98 1948 8.96 59.8 1011.0 45.1 251
1997 98 2003 8.94 59.3 1011.3 46.3 256
1997 98 2018 9.06 58.9 1012.0 49.3 245
1997 98 2033 14.95 58.4 1012.0 49.9 258
1997 98 2048 11.00 57.0 1012.0 54.6 248
1997 98 2103 10.48 56.2 1012.1 56.9 267
1997 98 2118 14.18 55.3 1012.7 59.1 258
1997 98 2133 18.11 54.6 1012.7 60.7 253
1997 98 2148 15.66 53.9 1013.0 62.4 253
1997 98 2203 12.96 53.3 1013.0 65.2 257
1997 98 2218 14.17 53.0 1013.0 66.4 265
1997 98 2233 12.78 52.7 1013.0 66.5 265
1997 98 2248 13.16 52.4 1013.0 66.4 265
1997 98 2303 12.64 51.9 1013.0 67.0 264
1997 98 2318 12.01 51.5 1013.0 66.4 258
1997 98 2333 12.67 51.3 1013.0 65.1 268
1997 98 2348 11.21 50.8 1013.0 66.3 265
1997 99 0003 10.98 50.5 1013.0 67.7 270
1997 99 0018 11.31 50.3 1013.0 67.3 280
1997 99 0033 8.57 50.5 1013.0 65.2 281
1997 99 0048 7.48 50.6 1013.0 63.6 285
1997 99 0103 5.85 50.0 1013.0 64.7 300
1997 99 0118 5.96 49.7 1013.0 65.3 282
1997 99 0133 4.92 48.9 1013.0 68.5 294
1997 99 0148 7.28 48.8 1013.0 70.1 278
1997 99 0203 6.66 48.6 1013.0 71.9 276
1997 99 0218 6.56 48.7 1013.0 71.5 276
1997 99 0233 6.09 48.5 1013.0 717 280
1997 99 0248 6.00 48.4 1013.0 72.0 271
1997 99 0303 6.92 48.3 1013.0 71.9 274
1997 99 0318 6.10 48.0 1013.0 72.9 277
1997 99 0333 7.52 48.1 1013.0 72.4 270
1997 99 0348 6.80 47.8 1013.0 72.1 267
1997 99 0403 5.59 47.5 1014.0 721 264




ENDOSULFAN APPLICATION METEOROLOGICAL DATA (15 min. averages)

Wind Barometric Wind

Julian Speed | Temp. | Pressure | Relative | Direction

Year Date Time {mph) {F) (hPa) Humidity | (degrees)
1997 99 0418 511 471 1013.9] _ 73.2 266
1997 99 0433 5.44 47.2 1013.7 71.7 268
1997 99 0448 6.47 47.2 1013.1 71.5 275
1997 99 0503 5.85 46.9 1013.0 72.0 276
1997 99 0518 5.00 46.4 1013.0 71.5 270
1997 99 0533 3.76 459 1013.0 71.2 274
1997 99 0548 3.50 457 1013.0 70.6 269
1997 99 0603 3.45 45.3 1013.0 71.1 275
1997 99 0618 4.09 45.0 1013.0 1.7 276
1997 99 0633 5.25 45.0 1013.7 71.8 278
1997 99 0648 3.04 44 1 1014.0 74.5 267
1997 99 0703 4.46 44 4 1014.0 76.3 270
1997 99 0718 523 45.2 1014.0 75.3 280
1997 99 0733 5.58 45.7 1014.0 73.3 279
1997 99 0748 4.23 46.7 1014.0 70.7 282
1997 99 0803 3.79 48.1 1014.0 66.8 301
1997 99 0818 4.10 49.2 1014.0 63.0 300
1997 99 0833 3.84 50.4 1014.0 59.4 313
1997 99 0848 4.25 51.7 1014.0 56.1 298
1997 99 0903 2.51 53.3 1014.0 53.2 323
1997 99 0918 3.70 54.1 1014.0 49.7 324
1997 99 0933 4.64 55.1 1014.0 45.0 259
1997 99 0948 5.52 55.3 1014.0 43.4 320
1997 99 1003 6.34 56.1 1014.0 431 281
1997 99 1018 5.87 57.5 1014.0 40.8 309
1997 99 1033 8.17 58.1 1013.9 38.1 258
1997 99 1048 7.03 59.1 1014.0 35.1 290
1997 99 1103 9.44 59.0 1013.5 35.1 215
1997 99 1118 7.20 60.1 1013.3 33.7 252
1997 99 1133 7.21 60.6 1013.0 33.1 300
1997 99 1148 7.38 61.8 1013.0 30.7 307
1997 99 1203 8.51 62.2 1013.0 28.9 306
1997 99 1218 6.74 63.3 1013.0 28.5 305
1997 99 1233 8.25 63.7 1012.5 27.2 283
1997 99 1248 7.35 64.4 1012.0 26.4 330
1997 99 1303 7.07 64.9 1012.0 26.1 267
1997 99 1318 3.69 65.8 1012.0 25.5 308
1997 99 1333 2.57 66.3 1012.0 24,6 291
1997 99 1348 3.82 66.0 1012.0 24.3 312
1997 99 1403 3.76 66.5 1012.0 23.0 302
1997 99 1418 3.01 66.9 1011.9 22.8 282
1997} 99 1433 3.50 67.2 1011.1 22.2 317
1997 99 1448 2.07 67.9 1011.0 22.6 2687
1997 99 1503 2.07 68.4 1011.0 21.9 331
1997 99 1518 1.66 68.7 1011.0 21.9 305
1997 99 1533 2.23 68.7 1011.0 22.4 305
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ENDOSULFAN APPLICATION METEOROLOGICAL DATA (15 min. averages)

Wind Barometric Wind
Julian Speed | Temp. | Pressure | Relative | Direction
Year _ Date Time (mph) (F) (hPa) Humidity | (degrees)
1997 99 1548 2.10] _ 68.7 1011.0 23.2] __ 308|
1997 99 1603 2.51 69.2 1010.1 23.9 311
1997 99 1618 4.76 68.9 1010.0 24.3 271
1997 99 1633 5.34 69.1 1010.0 24.2 298
1997 99 1648 4.10 69.3 1010.0 243 314
1997 99 1703 4.31 69.5 1010.0 244 324
1997 99 1718 4.67 69.4 1010.0 24.2 293
1997 99 1733 3.15 69.8 1010.0 24.5 330
1997 99 1748 4.33 69.6 1010.0 24.4 313
1997 99 1803 7.20 69.0 1010.0 24.5 318
1997 99 1818 6.09 68.9 1010.0 24.9 315
1997 99 1833 6.64 68.4 1010.0 25.3 312
1997 99 1848 6.08 68.1 1010.0 25.6 308
1997 99 1903 7.49 67.7 1009.3 26.0 312
1997 99 1918 3.38 67.0 1009.0 2741 307
1997 99 1933 3.97 66.0 1009.0 27.8 309
1997 99 1948 2.92 65.0 1009.0 29.2 310
1997 99 2003 1.44 64.3 1009.0 29.6 295
1997 99 2018 8.23 61.0 1009.9 49.9 268
1997 99 2033 7.57 59.7 1010.0 56.3 274
1997 99 2048 7.26 58.5 1010.0 59.1 270
1997 99 2103 8.07 57.8 1010.0 61.2 275
1997 99 2118 6.94 57.0 1010.0 64.1 277
1997 99 2133 6.40 56.6 1010.1 65.4 276
1997 99 2148 5.67 56.0 1010.7 67.7 277
1997 99 2203 5.82 55.5 1011.0 69.6 272
1997 99 2218 6.52 55.5 1011.0 70.6 277
1997 99 2233 6.52 55.3 1011.0 71.7 279
1997 99 2248 6.04 55.1 1011.0 72.5 277
1997 99 2303 522 54.7 1011.0 73.3 277
1997 99 2318 3.88 54.2 1011.0 74.3 282
1997 99 2333 1.88 53.6 1011.0 75.4 322
1997 99 2348 0.27 52.4 1011.0 76.7 169
1997 100 0003 0.00 50.4 1010.9 80.3 50
1997 100 0018 0.00 49.6 1011.0 80.6 339
1997 100 0033 0.00 49.6 1011.0 81.7 90
1997 100 0048 0.00 49.0 1011.0 82.1 199
1997 100 0103 0.00 49.3 1011.0 80.6 299
1997 100 0118 0.02 50,6 1011.0 76.0 287
1997 100 0133 0.00 50.5 1011.0 73.9 317
1997 100 0148 0.00 50.4 1011.0 73.3 299
1997 100 0203 1.04 51.2 1010.5 72.2 309
1997 100 0218 2.58 52.3 1010.0 70.6 294
1997 100 0233 0.49 51.6 1010.0 71.6 294
1997 100 0248 0.35 50.7 1010.0 74.0 287
1997 100 0303 0.22 50.2 1010.0 75.1 297




ENDOSULFAN APPLICATION METEOROLOGICAL DATA (15 min. averages)

189] -

Wind Barometric Wind
Julian Speed | Temp. | Pressure | Relative | Direction
Year Date Time {mph) {F) (hPa) Humidity | (degrees)
1997 100 0318 0.92 50.2 1010.0 77.1 286
1997 100 0333 0.43 49.8 1010.0 78.6 295
1997 100 0348 0.00 48.9 1010.0 79.7 161
1997 100 0403 0.00 47.5 1010.0 83.1 25
1997 100 0418 0.02 46.3 1010.0 83.4 253
1997 100 0433 0.00 46.1 1010.0 82.8 319
1997 100 0448 0.09 46.4 1010.0 80.9 295
1997 100 0503 1.85 46.9 1010.0 74.9 318
1997 100 0518 2.83 47.7 1010.0 68.4 322
1997 100 0533} 2.97 47.6 1010.0 67.2 288
1997 100 0548 1.74 47.8 1010.0 66.3 306
1997 100 0603 3.60 47.8 1010.0 66.4 285
1997 100 0618 2.33 47.4 1010.0 67.7 297
1997 100 0633 2.35 47.9 1010.7 66.1 294
1997 100 0648 2.59 48.0 1011.0 65.6 336
1997 100 0703 2.48 48.1 1011.0 66.8 278
1997 100 0718 1.68 48.5 1011.0 66.9 270
1997 100 0733 0.14 50.0 1011.0 65.2 331
1997 100 0748 0.74 50.9 1011.0 63.1 313
1997 100 0803 1.94 52.0 1011.5 61.6 325
1997 100 0818 2.75 53.0 1012.0 59.6 298
1997 100 0833 3.16 53.8 1012.0 58.5
1997 100 0848 2.47 55.2 1012.0 56.0 248
1997 100 0903 6.08 55.1 1012.0 53.2 186
1997 100 0918 4.11 56.0 1012.0 53.6 230
1997 100 0933 3.07 57.1 1012.0 53.1 192
1997 100 0948 3.34 58.1 1012.0 51.3 205
1997 100 1003 2.25 59.6 1012.0 48.4 293
1997 100 1018 2.27 60.6 1012.0 46.7 280
1997 100 1033 2.51 61.8 1012.0 44.3 227
1997 100 1048 3.40 62.0 1012.0 42.9 267
1997 100 1103 1.07 62.9 1012.0 42.2 288
1997 100 1118 222 63.9 1012.0 40.5 243
1997 100 1133 2.29 64.3 1012.0 39.9 319
1997 100 1148 1.60 65.5 1012.0 38.7 266
1997 100 1203 1.06 65.8 1012.0 37.7 267
1997 100 1218 1.13 67.1 1012.0 371 260
1997 100 1233 1.53 67.7 1011.7 35.8 249
1997 100 1248 1.46 68.6 1011.0 34.6 303
1997 100 1303 1.27 69.2 1011.0 33.8 271
1997 100 1318 0.56 70.3 1011.0 32.5 321
1997 100 1333 0.73 70.9 1011.0 30.7 309
1997 100 1348 0.01 71.4 1010.9 29.2 302
1997 100 1403 0.00 71.8 1010.1 28.9 320
1997 100 1418 0.04 72.4 1010.0 274 328
1997 100 1433 0.03 72.5 1010.0 26.1 286
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ENDOSULFAN APPLICATION METEOROLOGICAL DATA (15 min. averages)

Wind Barometric Wind
Julian Speed | Temp. | Pressure | Relative | Direction
Year Date Time {mph) (F) (hPa) Humidity | (degrees)
1997 100 1448 0.02 73.1 1010.0 26.1 276
1997 100 1503 1.30 72.5 1010.0 23.5 278
1997 100 1518 0.27 72.9 1010.0 22.8 302
1997 100 1533 0.16 72.8 1009.5 22.3 272
1997 100 1548 0.21 73.2 1009.0 23.6 302
1997 100 1603 0.39 73.1 1009.0 23.1 308
1997 100 1618 1.66 73.2 1009.0 22.5 285
1997 100 1633 0.62 73.5 1009.0 22.0 327
1997 100 1648 1.30 73.5 1008.9 20.7 259
1997 100 1703 1.19 73.5 1008.3 21.5 323
1997 100 1718 4.15 72.9 1008.0 19.2 307
1997 100 1733 2.74 73.2 1008.0 19.4 319
1997 100 1748 1.55 73.0 1008.0 21.9 314
1997 100 1803 3.75 72.1 1008.0 26.3 280
1997 100 1818 4.48 71.4 1008.0 28.3 279
1997 100 1833 8.19 70.0 1008.0 33.1 282
1997 100 1848 10.08 68.9 1008.0 36.9 267
1997 100 1903 7.61 68.1 1008.0 39.9 272
1997 100 1918 10.26 66.8 1008.0 40.6 269
1997 100 1933 6.57 65.3 1008.1 441 278
1997 100 1948 6.47 64.3 1009.0 43.5 275
1987 100 2003 6.61 63.4 1009.0 44.6 272
1997 100 2018 7.25 62.7 1009.0 46.8 274
1997 100 2033 6.76 62.1 1009.0 46.9 272
1997 100 2048 7.87 61.7 1009.0 45.3 265
1997 100 2103 6.57 60.9 1009.0 46.7 264
1997 100 2118 5.15 60.2 1009.0 49.9 265
1997 100 2133 5.28 59.7 1009.0 51.7 270
1997 100 2148 4.24 58.7 1009.0 54.1 275
1997 100 2203 4.32 57.9 1010.0 55.3 253
1997 100 2218 2.63 56.9 1010.0 58.1 267
1997 100 2233 5.85 57.3 1010.0 58.7 272
1997 100 2248 6.45 57.3 1010.0 60.1 270
1997 100 2303 5.18 57.0 1010.0 61.2 272
1997 100 2318 4.52 56.3 1010.0 63.1 278
1997 100 2333 5.38 56.0 1010.0 64.3 274
1997 100 2348 4.17 55.8 1010.0 63.9 284|
1997 101 0003 3.96 55.9 1010.0 61.6 292
1997 101 0018 3.29 56.0 1010.0 59.0 282
1997 101 0033 1.20 54.9 1010.0 62.4 286
1997 101 0048 0.00 53.5 1010.0 65.6 155
1997 101 0103 0.12 53.1 1010.0 65.2 282
1997 101 0118 0.61 52.6 1010.0 65.4 299
1997 101 0133 0.00 51.3 1010.1 66.6 328
1997 101 0148 0.09 50.5 1011.0 66.6 324
1997 101 0203 0.64 50.0 1011.0 63.2 332
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ENDOSULFAN APPLICATION METEOROLOGICAL DATA (15 min. averages)

Wind Barometric Wind
Julian Speed | Temp. | Pressure | Relative | Direction
Year Date Time (mph) (F) (hPa) Humidity | (degrees)
1997 101 0218 1.19 49.0 1011.0 " 71.8 324
1997 101 0233 3.09 48.2 1011.0 79.0 68
1997 101 0248 3.82 46.9 1011.0 82.5 45
1997 101 0303 1.08 46.6 1011.0 82.8 190
1887 101 0318 0.00 46.3 1011.0 81.1 283
1997 101 0333 0.00 46.6 1011.0 79.7 240
1997 101 0348 0.35 45.4 1011.0 80.0 262
1997 101 0403 0.00 44.9 1011.0 81.1 282
1997 101 0418 0.00 45.0 1011.0 79.7 275] .
1997 101 0433 0.01 45.5 1011.0 76.6 294
1997 101 0448 0.03 45.6 1011.0 73.6 325
1997 101 0503 0.27 46.0 1011.0 68.8 322
1997 101 0518 0.26 45.7 1011.1 67.5 333
1997 101 0533 0.25 45.4 1011.5 65.3 338
1997 101 0548 0.61 45.8 1011.9 62.4 332
1997 101 0603 1.19 46.6 1012.0 59.7 328
1997 101 0618 3.64 47.3 1012.0 58.5 200
1997 101 0633 3.07 47.0 1012.0 59.7 297
1997 101 0648 2.60 48.7 1012.0 61.0 227
1997 101 0703 2.95 46.8 1012.0 62.2 98
1997 101 0718 1.96 47.3 1012.2 62.9 170
1997 101 0733 0.09 49.0 1013.0 62.0 147
1997 101 0748 0.65 50.6 1013.0 61.0 212
1997 101 0803 4.54 50.4 1013.0 59.0 151
1997 101 0818 6.28 50.7 1013.0 58.2 107
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